Errata 



Title & Document Type: 3400A RMS Voltmeter Operating and Service Manual 

Manual Part Number: 03400-90013 



Revision Date: August 1984 



HP References in this Manual 

This manual may contain references to HP or Hewlett-Packard. Please note that Hewlett- 
Packard's former test and measurement, semiconductor products and chemical analysis 
businesses are now part of Agilent Technologies. We have made no changes to this 
manual copy. The HP XXXX referred to in this document is now the Agilent XXXX. 

For example, model number HP8648A is now model number Agilent 8648A. 

About this Manual 

We’ve added this manual to the Agilent website in an effort to help you support your 
product. This manual provides the best information we could find. It may be incomplete 
or contain dated information, and the scan quality may not be ideal. If we find a better 
copy in the future, we will add it to the Agilent website. 



Support for Your Product 

Agilent no longer sells or supports this product. You will find any other available 
product information on the Agilent Test & Measurement website: 

www.tm.agilent.com 

Search for the model number of this product, and the resulting product page will guide 
you to any available information. Our service centers may be able to perform calibration 
if no repair parts are needed, but no other support from Agilent is available. 
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^MANUAL CHANGES 

-hp- MODEL 3400A 
RMS VOLTMETER 
Manual Part Number 03400-90013 



CHANGE NO. 1. Applies to Serial Numbers 2415A31171 and Above. 



Section VII, Table 7-3 (Replaceable Parts). Do the following 
changes in the table: 



RtftTMM 


HP Part 


C 






Oasi|MtipR 


Hambar 


0 


Oty 


Oascriptiea 


Change: 
Cl 02 


OT 21 -0457 


9 


2 


CAPACITOR-V TRMR-PSTN .8-8.5PF 



CHANGE NO. 2. Applies to All Serial Numbers. 

Page 1-311-4, Table 1-2 (Equipment Supplied). Change the -hp- part 
number of the power cord from "8120-1348' to 
"8120-1378." 

CHANGE NO. 3. Applies to All Serial Numbers 

Section V. Paragraph 5-8. Add the following note to the 
paragraph. 

If in the following procedure the HP 3400A appears to 
be non-linear, it could be caused by ground loops. If this 
is noted, isolate the HP 3400A from the ac power line 
by using an isolation transformer between the ac power 
line and the Model 3400A. 

CHANGE NO. 4. Applies to Serial Numbers 241 5A3 1801 and Above 

Section VI, Figure 6-1 (A1, A2, and A3 Schematic). Do the 
schematic changes in Figure 6-1 as shown in Rgure CS-1 
(in shaded area). 



Figure CS-1. Figure 6-1 Changes (Change #4) 

Section VII, Table 7-3 (Replaceable Parts). Do the following 
changes in the table: 



Rafartace 

Oasigaatian 


HP Part 
Noatbar 


C 

D 


Qtr 


Oaseription 


Add: 










C301 


0160-3402 


2 


1 


CAPACITOR-FXO 1UF 
*5% 50VDC POLYE 


C306 


0160-2259 


5 


1 


CAPACITOR-FXD 12PF 
= 5% 500V0C CER 


R313 


0683-0335 


2 


2 


RESISTOR 3.3K 5% 

.25W FC TC--400/-^800 


R314 


0683-0335 


2 




RESISTOR 3.3K 5% 

.25W FC TC^ -400/ 4-800 



CHANGE NO. S. Applies to All Serial Numbers. 

Section V. Paragraph 5-13. The 41 OC Voltmeter called for in 
the Crest Factor Test has been discontinued. If a 41 OC 
Voltmeter is not available an oscilloscope may be used 
to set up the pulse trains. The pulses should have an 
amplitude of 10.1 Volts for a Crest Factor of 10, and an 
amplitude of 1 0.0 Volts for a Crest Factor of 20. These 
amplitudes require that the pulse widths and spacings 
given in steps c and e remain unchanged. 



ERRATA 

Section VI, Figure 6-1 (A1, A2, and A3 Schemetic). Change the 
word "VIDIEO" to “VIDEO" at the AC INPUT point. 

Section VII, Table 7-3 (Replaceable Parts). Change the check digit 
of CR402 from "3" to "1 " and add a quantity of "1". 

Section VII, Figure 7-5 (3400A Rear View). Change the -hp- Part 
Number of S2 in the table located in Figure 7-5 from 
“3103-1234“ to “3101-1234". 

CHANGE NO. 6. Applies to All Serial Numbers 

Add the attached “Declaration" to the manual. 
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Figure CS-1. Figure 6-1 Changes (Change M) 
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Herstsllerbesdisinigung 



Hiermit wird bescheinigt, da/3 das Gerat/System HP 3400 A 

in Ubereinstimmung mit den Bestimmungen von Postverfiigung 1 046/84 funkentstdrt ist. 

Der Deutschen Bundespost wurde das Inverkehrbringen dieses Gerates/Systems angezeigt und 
die Berechtigung zur Uberprufung der Serie auf Einhaltung der Bestimmungen eingeraumt. 

Zusatzinformation fur Me/3- und Testgerate 

Warden Me/3- und Testgerate mit ungeschirmten Kabein und/oder in offenen Me/3aufbauten 
verwendet, so ist vom Betreiber sicherzusteflen, da/3 die Funk-Entst6rbestimmungen unter 
Betriebsbedingungen an seiner Grundstucksgrenze eingehalten warden. 



Manufacturar's declaration 



This is to certify that the equipment HP 3400 A 

is in accordance with the Radio Interference Requirements of Directive FTZ 1 046/84. The Ger- 
man Bundespost was notified that this equipment was put into circulation, the right to check 
the series for compliance with the requirements was granted. 

Additional Information for Tost- and Moasuromont Equipment 

If Test- and Measurement Equipment is operated with unscreened cables and/or used for 
measurements on open set-ups, the user has to assure that under operating conditions the Radio 
Interference Limits are still met at the border of his premises. 
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OPERATING AND SERVICE MANUAL 

MODEL 3400A 
RMS VOLTMETER 

SERIAL NUMBERS 

This manual applies directly to instruments with a serial 
number prefix of 2415. 




To help minimize the possibUity of electrical fire or 
shock hazards, do not expose this instrument to 
rain or excessive moisture. 



Manual Part Number 03400-S>0013 
Microfiche Part Number 03400-90063 
RESTRICTED RIGHTS LEGEIND 

Use, duplication, or disclosure by the Government is subject to restrictions as set forth in subdivision (b)(3)(ii) of the Rights 
in Technical Data and Computer Software clause at 52.227-7013. 

Hewlett-Packard Company 
3000 Hanover Street, Palo Alto, California 94304 



Printed in U.S.A. 

© Copyright Hewlett-Packard Company 1965 
P.O. Box 301, Loveland, Colorado 80537 U.S.A. 



Printed: August 1984 
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CERTIFICATION 

Hezvlett-Packard Company certifies that this product met its published specifications at the time of shipment from the 
factory. Hewlett-Packard further certifies that its calibration measurements are traceable to the National Institute of 
Standards and Technologies, to the extent allowed by the the Institute's calibration facility, and to the calibration facilities 
of other International Standards Organization members. 

WARRANTY 

This Hewlett-Packard instrument product is warranted against defects in materials and workmanship for a period 
of one year from date of shipment [.except that in the case of certain components listed in Seaion I of this manual, 
the warranty shall be for the specified period]. During the warranty period, Hewlett-Packard Company will, at its 
option, either repair or replace products which prove to be defective. 

For warranty service or repair, this product must be returned to a service facility designated by -hp-. Buyer shall prepay 
shipping charges to -hp- and -hp- shall pay shipping charges to return the product to Buyer. However, Buyer shall 
pay all shipping charges, duties, and taxes for products returned to -hp- from another country. 

Duration and conditions of warranty for this instrument may be superceded when the instrument is integrated into 
(becomes a pan of) other -hp- instrument products. 

Hewlett-Packard warrants, that its software and firmware designated by -hp- for use with an instrument will execute 
its programming instructions when properly installed on that instrument. Hewlett-Packard does not warrant that the 
operation of the instrument, or software, or firmware will be uninterrupted or error free. 

LIMITATION OF WARRA.NTY 

The foregoing warranty shall not apply to defects resulting from improper or inadequate maintenance by Buyer, Buyer- 
supplied software or interfacing, unauthorized modification or misuse, operation outside of the environmental specifica- 
tions for the product, or improper site preparation or maintenance. 

NO OTHER warranty IS EXPRESSED OR IMPLIED. HEWLETT-PACKARD SPECIFICALLY DISCLAIMS 
THE IMPLIED WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 

EXCLUSIVE REMEDIES 

THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. HEWLETT- 
PACKARD SHALL NOT BE LIABLE FOR .ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL, OR CONSE- 
QUENTIAL DAMAGES, WHETHER BASED ON CONTRACT, TORT, OR ANY OTHER LEGAL THEORY. 

ASSISTANCE 

Product maintenance agreements and other customer assistance agreements are available for Hewlett-Packard products. 

For any assistance, contact your nearest Hewlett-Packard Sales and Service Office. Addresses are provided at the back 
of this manual. 
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SAFETY SUMMARY 

The following general safety precautions must be observed during all phases of operation, service, and repair of this instrument. 
Failure to comply with these precautions or with specific warnings elsewhere in this manual violates safety standards of design, 
manufacture, and intended use of the instrument. Hewlett-Packard Company assumes no liability for the customer's failure 
to comply with these requirements. This is a Safety Class 1 instrument. 

GROUND THE INSTRUMENT 

To minimize shock hazard, the instrument chassis and cabinet must be connected to an electrical ground. 
The instrument ;s equipped with a three-conductor ac power cable. The power cable must either be plugg- 
ed into an approved three-contact electrical outlet or used with a three-contact to two-contact adapter 
with the grounding wire (green) firmly connected to an electrical ground (safety ground) at the power outlet. 
The power jack and mating plug of the power cable meet International Electrotechnical Commission (lEC) 
safety standards. 

DO NOT OPERATE IN AN EXPLOSIVE ATMOSPHERE 

Do not operate the instrument in the presence of flammable gases or fumes. Operation of any electrical 
instrument in such an environment constitutes a definite safety hazard. 

KEEP AWAY FROM LIVE CIRCUITS 

Operating personnel must not remove instrument covers. Component replacement and internal adjustments 
must be made by qualified maintenance personnel. Do not replace components with power cable con- 
nected. Under certain conditions, dangerous voltages may exist even with the power cable removed. To 
avoid injuries, always disconnect power and discharge circuits before touching them. 

DO NOT SERVICE OR ADJUST ALONE 

Do not attempt internal service or adjustment unless another person, capable of rendering first aid and 
resuscitation, is present. 

DO NOT SUBSTITUTE PARTS OR MODIFY INSTRUMENT 

Because of the danger of introducing additional hazards, do not install substitute parts or perform any 
unauthorized modification to the instrument. Return the instrument to a Hewlett-Packard Sales and Ser- 
vice Office for service and repair to ensure that safety features are maintained. 

00 NOT OPERATE A DAMAGED INSTRUMENT 

Whenever it is possible that the safety protection features built into this instrument have been impaired, 
either through physical damage, excessive moisture, or any other reason, REMOVE POWER and do not 
use the instrument until safe operation can be verified by service-trained personnel. If necessary, return 
the instrument to a Hewlett-Packard Sales and Service Office for service and repair to ensure that safety 
features are maintained. 

DANGEROUS PROCEDURE WARNINGS 

Warnings, such as the example below, precede potentially dangerous procedures throughout this manual. 
Instructions contained in the warnings must be followed. 



WARNING 



Dangerous voltages, capable of causing death, are present in this instrument. Use extreme cau- 
tion when handling, testing, and adjusting. 

A 




SAFETY SYMBOLS 



General Definitions of Safety Symbols Used On Equipment or in Manuals. 




Instruction manual symbol; the product will be marked with this ' 
symbol when it is necessary for the user to refer to the instruction 
manual in order to protect against damage to the instrument. 



h 



Indicates dangerous voltage (terminals fed from the interior by 
voltage exceeding ICXX) volts must be so marked). 



Protective conductor terminal. For protection against elearical 
shock in case of a fault. Used with field wiring terminals to in- 
dicate the terminal which must be connected to ground before 
operating equipment. 

© Low-noise or noiseless, clean ground (earth) terminal. Used for a 
signal common, as well as providing protection against electrical 
shock in case of a fault. A terminal marked with this symbol must 
be connected to ground in the manner described in the installation 
(operating) manual, and before operating the equipment. 



Ofi (-i: 
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Frame or chassis terminal. A connection to the frame (chassis) of 
the equipment which normally includes all exposed metal struc- 
tures. 



Alternating current (power line). 



Direct current (power line). 



Alternating or direct current (power line). 



t The warning sign denotes a hazard. It calls attention to a pro- 
cedure, practice, condition or the like, which, if not correctly per- 
formed or adhered to, could result in injury or death to personnel. 




The CAUTION sign denotes a hazard. It calls attention to an 
operating procedure, practice, condition or the like, which, if not 
correctly performed or adhered to, could result in damage to or 
destruction of part or all of the product. 



NOTE: 



The NOTE sign denotes important information. It calls attention 
to procedure, practice, condition or the like, which is essential to 
highlight. 
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SECTION I 

GENERAL INFORMATION 



11. INTRODUCTION 

1-2. This section contains general information about the Model 3400A RMS Voltmeter 
(Figure 1-1). Included are: description of instrument, purpose, instrument identification, 
equipment supplied and accessory equipment available. Also included is a table of instru- 
ment specifications. 

1-3. DESCRIPTION AND PURPOSE 

1-4. The Model 3400A RMS Voltmeter measures the actual root-means-square (RMS) value 
of ac voltages between 1(K) microvolts and 300 volts. Frequency range is from 10 Hz to 10 
MHz. Full scale measurements of nonsinusoidal waveforms with crest factors (ratio of peak 
voltage to rms voltage) of 10 can be made. 

1-5. Ac voltages are measured with a specified full-scale accuracy of ± 1 % from 50 Hz to 1 
MHz, ±2% from 1 MHzto2MHz, ±3% from 2 MHz to 3 MHz, and ±5% from 10 Hz to 
50 Hz and 3 MHz to 10 MHz. A single front panel control selects one of 12 voltage or decibel 
ranges. 

1-6. The Model 3400A crest factor rating is 10:1 which enables full scale readings for pulses 
which have a 1% duty cycle. At 1/lOth of full scale, pulse trains with 0.01% duty cycle 
(100:1 crest factor) can be accurately measured. 

1-7. The Model 3400A provides a dc output which is proportional to the front panel meter 
reading. By using this voltage to drive auxiliary equipment, the Model 3400A functions as an 
rms ac-to-dc converter, 

1-8. SPECIFICATIONS 

1-9. Table 1-1 contains the specifications for the Model 3400A. 

1-10. INSTRUMENT AND MANUAL IDENTIFICATION 

1-11. Hewlett-Packard uses a two-section serial number. If the first section (serial prefix) of 
the serial number on your instrument does not agree with those on the title page of this 
manual, change sheets supplied with the manual will define the differences between your in- 
strument and the Model 3400A described in this manual. Some serial numbers may have a 
letter separating the two sections of the number. This letter indicates the country in which 
the instrument was manufactured. 

1-12. EQUIPMENT SUPPLIED 

1-13. The equipment supplied with each Model 3400A is listed and described in Table 1-2. 
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Table 1-1. Model 3400 A Specifications 



VOLTAGE RANGE: 1 mV to 300 V full scale, 12 ranges. 

DB RANGE: -72 to -F 52 dBm (0 dBm = 1 mW in 600Q). 

FREQUENCY RANGE: 10 Hz to 10 MHz. 

RESPONSE: Responds to rms value (heating value) of input 
signal. 

METER ACCURACY:* from 1/10 scale to full scale is % of 
Full Scale (20°C to 30°Cr* 



10Hz 


50Hz 1MHz 


2MHz 


3MHz 1 0MHz 


1=5% 


1 =1% 1 =2% 


1 ±3% 


1 


AC-to-DC CONVERTER ACCURACY: % of Full Scale (20“C to 
30°O* 


lOHz 


50Hz 1MHz 


2MHz 


3MHz 10MHz 


i =5% 


1 ±0.75% 1 =2% 


1 = 3% 


1 =5%1 



OUTPUT: Negative 1 V dc into open circuit for full-scale 
deflection, proportional to meter deflection; 1 mA maximum; 
nominal source impedance 1 0OOQ. 



I OUTPUT NOISE: < 1 mV RMS. 



CREST FACTOR: (ratio of peak-to-rms amplitude of input 
signal): 1 0:1 at full scale (except where limited by maximum 
input), inversely proportional to meter deflection (e.g., 20:1 
at half-scale, 100:1 at tenth-scale). 

IMPUT IMPEDANCE 0.001 V to 0.3 V range; 10 MO shunted 
by <50pF: 1.0 Vto 300V range; 10M2 shunted by < 2 0 
pF. AC-coupled input. 

AC OVERLOAD; 30dB above full scale or 800 V peak, 
whichever is less, on each range. 

MAXIMUM DC INPUT: 600 V on any range. 

RESPONSE TIME: For a step function, < 5 seconds to respond 
to final value. 

POWER; 1 1 5 or 230 V ± 1 0%, 48 to 440 Hz. approximately 
7 watts. 

WEIGHT: Net 7 1/4 lbs. (3, 3kg); shipping 10 lbs. (5kg). 

OVERALL DIMENSIONS: 6 1/2" high; 5 1/8" wide; 11 
11/16" deep. 

STORAGE TEMPERATURE: -10®Cto +60°C. 



* The 3400A may show a zero offset with no voltage applied to the input terminals. 

** Temperature Coefficient: r.1S%/°C over range of 0°C to 20°C and 30°C to 55°C. 




Figure 1-1. 3400 RMS Voltmeter 
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1-14. ACCESSORY EQUIPMENT AVAILABLE 

1-15. The accessory equipment available is listed in Table 1-3. For further information con- 
tact your local -hp- Sales and Service Office. 



Table 1-2. Equipment Supplied 



Uaotificitioo 

aoinbar 


Qdantity 


Description 


ion OB 


1 


Adapter (BNC to 
dual banana jack) 


8120-1348 


1 


Power Cord 


03400-9001 1 


1 


Operating and 
Service Manual 



Table 1-3. Accessory Equipment Available 



Ueatrfjcation 

aanber 


Dncription 


10503A 


Cable (Male BNC to male BNC. 
48 inches) 


1 1001 A 


Cable (Male BNC to dual ba- 
nana plug. 45 inches) 


1 1002A 


Test Lead (dual banana plug to 
alligator clips, 60 inches) 


1 1 003A 


Test Lead (dual banana plug to 
probe and alligator clip, 60 in.) 


456A 


Current Probe 



1-3/1-4 






SECTION II 
INSTALLATION 



2-1. INTRODUCTION 

2-2. This section contains information and instructions necessary for installation and ship- 
ping of the -hp- Model 3400A RMS Voltmeter. Included are initial inspection procedures, 
power requirements, installation information, and instructions for repackaging for ship- 
ment. 

2-3. INITIAL INSPECTION 

2-4. The -hp- Model 3400A RMS Voltmeter received a careful mechanical and electrical in- 
spection before shipment. As soon as the Model 3400A is received, verify that the contents 
are intact and as ordered. Although the instrument should be free of mars and scratches and 
in perfea electrical condition, it should be inspected for any physical damage which may 
have been incurred in transit. Also test the electrical performance of the instrument using the 
procedures given in paragraph 5-5. If any physical damage or electrical deficiency is found, 
refer to the warranty on the inside front cover of this manual. Should shipping of the instru- 
ment become necessary, refer to paragraph 2-14 for repackaging and shipping instructions. 

2-5. POWER REQUIREMENTS 

2-6. The Model 3400A can be operated from any ac source of 1 15- or 230- volts ( ± 10%), at 
48 to 440 cycles. With the instrument disconnected from the ac power source, move the slide 
switch (located on the rear panel) until the desired line voltage value appears. The ac line 
fuse is a 0.25 amp, fast blow type for 115- or 230-volt operation. Power dissipation is ap- 
proximately 7 watts. 

2-7. The Model 3400A is equipped with a three-prong power cord. To protea operating per- 
sonnel, it is necessary to preserve the grounding feature of this plug when using a two con- 
tact ac outlet. Use a three-prong to two-prong adapter and connea the green pigtail lead on 
the adapter to ground. 

2-8. INSTALLATION 

2-9. The Model 3400A is a submodular unit suitable for bench top use. However, when used 
in combination with other submodular units it can be bench and/or rack mounted. The -hp- 
combining case and adapter frame are designed for this purpose. 

2-10. Combining Case (-hp- Models 1051 A or 1052A) 

2-11. The combining case is a full-module unit which accepts various combinations of sub- 
modular units. Being a full-module unit, it can be bench or rack mounted and is analogous 
to any full-module instrument. 



2-1 




Installation 



Model 3400A 



2-12. Adapter Frame (-hp- Part No. 5060-07S7) 

2-13. The adapter frame is a rack frame that accepts any combination of submodular units. 
It can be rack mounted only. For additional information, address inquiries to your -hp-Sales 
and Service Office. 

2-14. REPACKAGING FOR SHIPMENT 

2-15. The following paragraphs contain a general guide for repackaging for shipment. Refer 
to paragraph 2-16 if the original container is to be used; 2-17 if it is not. If you have any 
questions, contact your local -hp- Sales and Service Office. 



NOTE 

If the instrument is to be shipped to Hewlett-Packard for service 
or repair, attach a tag to the instrument identifying the owner and 
indicate the service or repair to be accomplished; include the 
model number and full serial number of the instrument. In any 
correspondence, identify the instrument by model number, serial 
number, and serial number prefix. 

2-16. If original container is to be used, proceed as follows: 

a. Place instrument in original container if available. If original container is not available, 
one can be purchased from your nearest -hp- Sales and Service Office. 

b. Ensure that the container is well sealed with strong tape or metad bands. 

2-17. If original container is not to be used, proceed as follows: 

a. Wrap instrument in heavy paper or plastic before placing in an inner container. 

b. Use packing material around all sides of instrument and protect panel face with card- 
board strips. 

c. Place instrument and inner container in a heavy carton or wooden box and seal with 
strong tape or metal bands. 

d. Mark shipping container with “DELICATE INSTRUMENT,” “FRAGILE,” etc. 
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SECTiOAi III 

OPERATING INSTRUCTIONS 



3 1. INTRODUCTION 

This section consists of instructions and information necessary for the operation of the 
-hp- Model 3400A RMS Voltmeter. This section contains identification of controls and in- 
dicators, turn-on procedures, and operating instructions. Also included is a discussion of the 
applications for the Model 3400A. 

3-3. CONTROLS AND INDICATORS 

3-4. Each operating control, connector, and indicator located on the Model 3400A is iden- 
tified and described in Figure 3-1. The description of each component is keyed to an illustra- 
tion of that component which is included within the figure. 

3-5. TURN ON PROCEDURE 

3-6. To turn on the Model 3400A, proceed as follows: 

a. Set 115/230 switch (7, Figure 3-1) to correct position for input line voltage. 

b. Apply ac voltage to Model 3400A by plugging power cord into input power jack (8) ac 
receptacle. 

c. Operate power switch (4) to ON; ensure that LIIslE indicator (3) lights. 

NOTE 

Allow five minutes for the Model 3400A to warm up and stabilize 
before making a reading. 

3-7. OPERATING INSTRUCTION 



^CAUTION^ 

Do not measure signal above 80 volts with 10 to 1 crest factor. 

Otherwise, the maximum input rating (800 volts peak) will be ex- 
ceeded. When measuring signals up to 80 volts RMS with a 10 to 1 
crest factor, use the BNC to dual banana jack, accessory 101 lOA, 
supplied with the instrument, or other input test leads and connec- 
tions that will withstand the maximum input of 800 volts peak. 

3-8. To operate the Model 3400A as an rms voltmeter proceed as follows: 

a. Attach test lead to INPUT connector (6, Figure 3-1). (See Table 1-3 for a list of test 
leads available.) 
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b. Set RANGE switch (5) to 300 VOLTS position. 

KAUTIONS 

GCIUUUUL»i«*«»5 

When measuring an ac signal superimposed on a DC level, always 
set the range switch to the 300 volt position. A high voltage tran- 
sient due to the application of a DC voltage will damage the input 
circuitry. 

c. Connect test lead to point to be measured. 

d. Rotate RANGE switch counterclockwise until meter (1) indicates on upper two thirds 
of scale. 

3-9. APPLICATIONS 

3-10. The Model 3400A can be used in conjunction with other test instruments to measure 
the rms value of ac signal with a dc component, measure rms current and act as an nns ac-to- 
dc converter. For additional informatibn on special applications, contact your -hp- Sales 
and Service Office. 

3-11. RMS Value Of AC Signals With DC Component 

3-12. Since the 3400A is an ac device it will measure only the rms value of the ac component. 
If it is necessary to include the rms value of the dc component when measuring a signal use 
an -hp- Model 3468A Digital Multimeter to measure the dc component. Substitute the 
reading from the Model 3468A and Model 3400A in the following formula: The ac signal (up 
to 800V peak) may be superimposed on a dc level of up to 600 V . 

erms =V«.=^ + 

3-13. RMS Current 

3-14. To measure rms current, use an -hp- Model 456A AC Current Probe. This probe clips 
around the current conductor and provides an output voltage that is proportional to the cur- 
rent being measured. Using this method, rms currents of one milliampere to one ampere can 
be measured. 

3-15. RMS AC-To-DC Converter 

3-16. Since the Model 3400A is provided with a dc output (10. Figure 3-1) which is propor- 
tional to the meter deflection, it can be used as a linear rms ac to dc converter. The dc output 
can be used to drive an -hp- Model 3468A Digital Multimeter for high resolution 
measurements and/or an -hp- Model 680 Strip Chart Recorder. External loading does not 
affect the meter accuracy so that both the meter and dc output can be used simultaneously. 
A plug for DC OUT jack may be purchased under -hp- Pan No. 1251-0067. 
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Direct reading meter: de meter which indicates rms 
vdltage level of input signal. 

Mechanical zero adjustment; screwdriver adjustment for 
zero of direct reading meter. 

LINE ON pilot lamp: neon lamp which indicates when 
power is applied to instrument and power switch is ON. 

Power switch; two-position toggle switch which applies 
1 1 5- or 230-volts ac to instrument. 

RANGE switch; 1 2-position rotary switch which selects 
various attenuation ranges available within Model 3400A. 

INPUT connector: BNC jack which enables application of 
input signal to instruments measuring circuits. 



© 



1 1 5/230-volt switch: two-position slide switch which 
sets instrument to operate from either a 11 5- or 230-volt 
ac source. 



Input power jack: three-prong jack which enables ap- 
V— ' plication of line voltage to instruments power supply cir- 
cuits. 



© 



115V/230V .25A FUSE: 0.25 ampere fuse which 
provides protection against line voltage surges. 



® DC OUT jack: telephone-type jack which provides 
negative 1-voIt dc out at full scale deflection, output is 
proportional to meter deflection. Output impedance is 
1 000 ohms. 



A telephone plug for the DC OUT jack may be purchased 
under -hp- Part No. 1251-0067. 



Figure 3-1. Model 3400A Controls and Indicators 
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SECTION IV 

THEORY OF OPERATION 



4-1. INTRODUCTION 

4-2. This section contains the theory of operation of the Model 3400A RMS Voltmeter. In- 
cluded is a general and detailed description of the theory of operation. 

4-3. GENERAL DESCRIPTION 

4-4. The operation circuitry of the Model 3400A consists of two attenuators, an impedance 
converter, a video amplifier, a chopper op amp, a thermocouple pair, and a direct reading 
meter. 



4-5. A signal being measured with the Model 3400A is applied to input attenuator A1 
through the INPUT jack, located on the Model 3400A front panel. The input attenuator has 
an input impedance of over 10 megohms and provides two ranges of attenuation. The out- 
put of the input attenuator is applied to impedance converter A2. The impedance converter 
is a non-inverting unity voltage gain amplifier. It presents a high impedance to the input 
signal and provides a low impedance output to drive the second attenuator A3. The second 
attenuator provides 6 ranges in a 1, 3, 10 sequence. The two attenuators are switched to pro- 
vide 12 ranges of attenuation. 

4-6. The output of the second attenuator is amplified by video amplifier A4. The video 
amplifier is a wideband, five stage amplifier. The overall gain of the video amplifier is con- 
trolled by an ac feedback loop. The ac output of the amplifier is applied to TC401; one of 
the thermocouples of the thermocouple pair. 

4-7. The dc output of TC401 is applied to the chopper op amp (U601) which modulates the 
voltage. The resultant modulated signal is then amplified and, after the amplification, the 
signal is demodulated back to dc volts. This voltage is the output of the chopper op amp. 
The value of the voltage is proportional to the dc input voltage. 

4-8. The output of the chopper op amp is applied to a filter and also to TC402, the second 
thermocouple of the thermocouple pair. The output of the filter is applied to an output amp 
(A4) which is used to drive the meter (Ml). 

4-9. The thermocouple pair TC401 and TC402 acts as a summing point for the ac output of 
the video amplifier (A4) and the dc output of the chopper op amp. The difference in the 
heating effect of these voltages is the dc input to the chopper op amp. This difference input 
is amplified and is fed to TC402 and also, after going through the output amplifier (U602), 
to the meter (Ml). This voltage represents the rms value of the ac signal applied to the 
3400A’s INPUT jack. By using two “matched” thermocouples and measuring the dif- 
ference, the output of the chopper op amp will be linear. Using two thermocouples also pro- 
vides temperature stability. 
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4-10. The dc voltage driving meter Ml is also available at the DC OUT jack, located at the 
rear of the Model 3400A. 

4-11. DETAILED DESCRIPTION 

4-12. Input Attenuator Assembly A1 

4-13. The input attenuator assembly is a capacitive-compensated attenuator which provides 
two ranges of attenuation for the 12 positions of the RANGE switch. See input attenuator 
schematic diagram illustrated on Figure 6-1. 

4-14. When the RANGE switch is positioned to one of the six most sensitive ranges (.001 to 
.3 VOLTS), the attenuator output voltage is equal to the input voltage. When the RANGE 
switch is positioned to one of six highest ranges (1 to 300 VOLTS), the input signal is at- 
tenuated 60 dB (1000: 1 voltage division) by the resistive voltage divider consisting of RlOl, 
R103, and R104. Trimmer C102 is adjusted at 100 kHz, and R104 is adjusted at 400 Hz to 
provide constant attenuation over the input frequency range. 
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4-15. Impedance Converter Assembly A2 

4-16. The impedance convener assembly uses a FET follower circuit to match the high out- 
put impedance of the input attenuator to the low input impedance of the second attenuator. 
The follower circuitry has unity gain with no phase inversion between the input and output 
signals. The circuitry is illustrated in Figure 6-1. 



4-17. The ac input signal to the impedance converter is resistor /capacitor coupled via R202 
and C201 to the gate of FET Q201 . The output of the converter is developed across a Q202 
which acts like a variable load resistor for the FET. 



4-18. The bootstrap circuitry, consisting of C202 and R205, increases the input impedance 
of the converter circuitry and the compensating feedback circuitry, consisting of C204, 
decreases the output impedance of the converter. The C202 feedback circuitry is also used 
to flatten the converter’s frequency response at high frequencies. The bias voltage for Q202 
is developed by resistors R209, R210, R211, and CR206. 



4-19. Second Attenuator Assembly A3 

4-20. The second attenuator is a resistive divider which attenuates the ac input signal while 
maintaining a low impedance output for the following amplification stages. See second at- 
tenuator assembly schematic diagram iUustrated in Figure 6-1. 

4-21. The ac input signal is applied to a precision resistance voltage divider consisting of 
R302 through R312. These resistors are arranged to give six ranges of attenuation at 10 dB 
per range. The six ranges of the second attenuator combined with the two ranges of the input 
attenuator make up the 12 ranges of attenuation (0.001 to 300V). Trimmer capacitor C303 
(lOMHz 0.3V ADJ) provides an adjustment for frequency response at the higher frequen- 
cies. 



4-22. Video Amplifier Assembly A4 

4-23. The video amplifier functions to provide constant gain to the ac signal being measured 
over the entire frequency range of Model 3400A. See video amplifier assembly schematic 
diagram illustrated on Figure 6-2. 

4-24. The ac input signal from the second attenuator is coupled through C402 to the base of 
input amplifier Q401. Q401, a class A amplifier, amplifies and inverts the signal which is 
then direa coupled to the base of bootstrap amplfier Q402. The output, taken from Q402 
emitter is applied to the base of Q403 and fed back to the top of R406 as a bootstrap feed- 
back. This positive ac feedback increases the effective ac resistance of R406 allowing a 
greater portion of the signal to be felt at the base of Q402. In this manner, the effective ac 
gain of Q401 is increased for the midband frequencies without disturbing the static operating 
voltages of Q401. 
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4-25. Driver amplifier Q403 further amplifies the ac signal and the output at Q403 collector 
is fed to the base circuit emitter follower Q404. The feedback path from the collector of 
Q403 to the base of Q402 through C405 (10 MHz ADJ) prevents spurious oscillations at high 
input frequencies. A dc feedback loop exists from the emitter circuit of Q403, to the base of 
Q401 through R425. This feedback stabilizes the Q401 bias voltage. Emitter follower Q404 
acts as a driver for the output amplifier consisting of Q405 and Q406; a complimentary pair 
operating as a push-pull amplifier. The video amplifier output is taken from the collectors of 
the output amplifiers and applied to thermocouples TC401. A gain stabilizing feedback is 
developed in the emitter circuits of the output amplifiers. This negative feedback is applied 
to the emitter of input amplifier Q401 and establishes the overall gain of the video amplifier. 

4-26. Trimmer capacitor C405 is adjusted at 10 MHz for frequency response of the video 
amplifier. Diodes CR402 and CR406 are protection diodes which prevent voltage surges 
from damaging transistors in the video amplifier. CR401, CR407, and CR408 are 
temperature compensating diodes to maintain the zero signal balance condition in the out- 
put amplifier over the operating temperature range. CR403, a breakdown diode, establishes 
the operating potentials for the output amplifier. 

4-27. Chopper Op Amp Assembly A6 And Thermocouple Pair (Part Of A4) 

4-28. The chopper op amp and thermocouple pair form a servo loop which functions to 
position the direct reading meter Ml to the rms value of the ac input signal. The chopper op 
amp and thermocouple pair schematic diagram is iUustrated in Figure 6-3. 

4-29. The video amplifier output signal is applied to the heater of thermocouple TC401 . 
This ac voltage causes a dc voltage to be generated in the resistive portion of TC401 which is 
proportional to the heating effect (rms value) of the ac input. The dc voltage is applied to the 
chopper op amp. 

4-30. The chopper op amp assembly consists of a chopper op amp (U601), filter, oscillator, 
and output amp (U602). The chopper op amp is a high gain low drift op amp and is used 
to modulate the applied dc voltage, amplify the voltage, and then demodulate the voltage 
back to dc (the output voltage of the amplifier). The output of the amplifier is the ac stabilizing 
and summing feedback for thermocouple TC402, and is also applied to the filter. The ac 
stabilizing feedback (using R614, R615, and C605) is used to prevent the circuitry from 
oscillating. 

4-31 . The oscillator consisting of Q601, Q602, and associated circuitry, is used to reduce the 
noise of the chopper op amp. It operates at a frequency of approximately 2KHz. 

4-32. The output from the chopper op amp (summing feedback) is applied to the heating 
element of thermocouple TC402. The dc voltage developed in the resistive portion of TC402 
is effectively subtracted from the voltage developed by TC401 . The input signal to the chop- 
per op amp then becomes the difference in the dc outputs of the two thermocouples. When 
the difference between the two thermocouples becomes zero, the dc output from the chop- 
per op amp will be equal to the ac from the video amplifier. 

4-33. The filter, consisting of R617, R618, R619, C607 and C608, is used to further reduce 
the noise on the output of the chopper op amp. This is to make the meter reading quiet. 
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4-34. The output of the filter is connected to the output amp (U602). The purpose of the 
amplifier is to drive the meter (Ml) and to provide a low impedance output for the rear D.C. 
OUT connector. The output impedance of the amplifier is approximately 1 ohm. Since there 
are two 499 ohm resistors (R624 and R631) between the amplifier output and the rear ter- 
minal, the output impedance at the terminal is approximately 1000 ohms. 

4-35. Other circuits, consisting of C611, R629, and R630, are used to speed up the step 
response of the 3400A. 

4-36. Power Supply Assembly A7 

4-37. The power supply assembly provides dc operating voltages for the tube and transistors 
used in the Model 3400A. See power supply assembly schematic diagram illustrated on 
Figure 6-4. 

4-38. Either 115 or 230 volts ac is connected to the primary of power transformer T1 
through fuse FI and the POWER switch SI. Switch S2 (slide switch on rear panel) connects 
T1 primary windings in series for 230- volt operation or in parallel for 115-volt operation. 
Neon lamp DSl lights to indicate LINE power ON when ac power is applied and SI is 
closed. 

4-39. Regulator Operation 



4-40. The series regulator acts as a dynamic variable resistor in series with the power supply- 
output. A control amplifier senses changes in the output voltage by comparing the output 
with a fixed reference voltage. The control amplifier then supplies any output voltage 
changes to the driver transistor, which in turn changes the resistance of the series regulator 
to oppose the change in output voltage. Diodes CR704, CR713 and CR706 across the base 
emitter junction of the series regulator provide overload current protection. 

4-41. +75 Volt Supply 

4-42. The +75 volt supply consists of a full-wave rectifier (CR70I and CR702) whose out- 
put is filtered by CIA and CIB and regulated by series regulator Ql. The +75 volt supply 
provides regulated +75 volts which is used as the plate supply voltage for V201. Voltage 
variation from the output is felt at Q702 base circuit through C704, R715, and R716. The 
C703 and R709 network provides phase correction for power supply stability. The regulation 
circuitry is in the negative leg of the +75 volt supply, and uses the -17.5 volt supply as a 
reference. 

4-43. -17.5 Volt Supply 

4-44. The regulated - 17.5 volt supply consists of a full-wave rectifier (CR71 1, and CR712) 
whose output is filtered by C706 and C707 and regulated by Q2. Breakdown diode CR715 
provides reference voltage at the base of Q704. Regulation operation is the same described in 
Paragraph 4-40. 
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Maintenance described herein is performed with power supplied to 
the instrument, and protective covers removed. Such maintenance 
should be performed only by service-trained personnel who are 
aware of the hazards involved (for example, fire and electrical 
shock). Where maintenance can be performed without power ap- 
plied, the power should be removed. 





SECTION V 
MAINTENANCE 



5-1. INTRODUCTION 

5-2. This section contains the infonnation necessary for maintenance of the Model 3400A 
RMS Voltmeter. Included are performance checks, adjustment and calibration procedures, 
and troubleshooting procedures. 

5-3. TEST EQUIPMENT 

5-4. The test equipment required for the maintenance of the Model 3400A is listed in Table 
5-1. If the recommended model is not available, use any substitute that meets the required 
characteristics. 

5-5. PERFORMANCE CHECKS 

5-6. The Performance Checks are in-cabinet tests that compare the Model 3400A with its 
given specifications. These checks may be used for incoming inspection, periodic 
maintenance, and for specification checks after a repair. A Performance Check Test Card is 
provided at the end of this section for recording the performance of the instrument during 
the Performance Checks. The card may be removed from the manual and used as a perma- 
nent record of the incoming inspection or of a routine performance check. If the instrument 
fails to meet any of its specifications, perform the Adjustment and Calibration Procedures 
outlined in Paragraph 5-15. 

NOTE 



Allow a 30-minute warmup period before making performance 
checks. During the performance checks, periodically vary the 
Model 3400A line voltage ± 10% with a power line transformer to 
assure that the instrument operates correctly at various ac line 
voltages. 

5-7. Accuracy, Linearity, And OC Output Check 

5-8. The accuracy, linearity, and dc output test set-up is illustrated in Figure 5-1. A Meter 
Calibrator Fluke Model 760A and a Digital Multimeter -hp- Model 3468A/B are required 
for this test. 

a. Connect test setup illustrated in Figure 5-1. 

b. Set Model 3400A RANGE switch to 0.001 position. 

c. Adjust the Meter Calibrator for a 0.001 V 400Hz ac volts output; set the Digital 
Multimeter to measure IV dc. 
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d. If Model 3400A does not indicate within values listed under “meter reading” in Table 
5-2, perform low frequency calibration procedure, Paragraph 5-21. Record 3400A readings. 

e. DC output as indicated on the Digital Multimeter should be within values Usted under 
“3400A DC output” in Table 5-2. 

f. Continue to check accuracy, linearity, and dc output using Table 5-2. 



Table 5-1. Required Test Equipment 



Instnimmt 

Type 


Required Characteristics 


Use 


Racommended Model 


DC Digital 


Accuracy; =0.1% full scale Voltage 


Performance Checks 


-hp- Model 3468A/B 


Multimeter 


Range: lOmV to 100V 


Adjustment and Calibration 




Meter 

Calibrator 


Voltage Range: ImV to 300 V rms 
Frequency: 400 Hz 


Performance Checks 
Adjustment and Calibration 
Troubleshooting 


Fluke Model 7S0A 


Oscillator 


Frequency Range: 10 Hz to 10 MHz 


Performance Checks 


-hp- Model 654A Test 


Output: 1 mV to 3 V 


Adjustment and Calibration 


Oscillator 




Frequency Response: 0.25% 


Troubleshooting 




Oscilloscope 


Sensitivity: .005V/cm 
Bandwidth: dc to 20 MHz 


Troubleshooting 


-hp- Model 1740A 


Pulse Generator 


Pulse Width: variable to lOjtsec 
Pulse Amp: =10 volts peak, variable 
Pulse Rate; 250 to 1000 pps 


Performance Checks 


-hp- Model 214B 


Frequency 


Range: 250 to 1 000 Hz 


Performance Checks 


-hp- Model 5381 A 


Counter 


Accuracy: ± 1 count 
Time Interval: l^isec 






Peak 


Voltage Range: 0.5 V to 300 V 


Performance Checks 


-hp- Model 41 OC Voltmeter 


Responding 

Voltmeter 


Accuracy: ±3% full scale 






Average 

Responding 


Voltage Range; 0.001 to 300 V 
Accuracy; 1 % full scale 


Adjustment and Calibration 
Troubleshooting 


-hp- Model 400E/EL 
Voltmeter 


Voltmeter 








Power Supply 


Output Voltage; 5 V dc 
Output Current: 5 mA 


T roubleshooting 


-hp- Model 621 4B 


RMS Respond- 


Range: ImV full scale 


Performance Checks 


-hp- Model 3400A RMS 
Voltmeter 


ing Voltmeter 






Resistor 


200 k2, metal film, VI W 1 % 


Performance Checks 


-hp- Part No. 0757-0782 


Resistor 


499 kC, metal film, ’/. W 1% 


T roubleshooting 


-hp- Part No. 0757-0327 


Resistor 


1 k 2, metal film 1/8 W 0.1% 


Troubleshooting 


-hp- Part No. 0698-7449 


50 D Feedthru 


Resistor: fixed comp 50Q =5% % W 


Performance Checks 


-hp- Model 1 1 048B 50S 
Feedthru 


Termination 






BNC-T-Adapter 


— 


Performance Checks 
Adjustment and Calibration 


-hp- Part No. 1250-0072 


Adapter 


41 OC to Dual Banana 


Performance Checks 


-hp- Model 11018A 


Extender Board 


1 5 pin 


Troubleshooting 


-hp- Part No. 5060-6038 
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Table 5-2. Accuracy, Linearity, and DC Output Check Data 



Voltiniter 


3400A 


34C0A Meter 


3400A DC 


Calibrator 


Vahage 


Reading 


Output 


Out|iat (VI 


Range (V) 


(V) 


(V) 


0.001 


0.001 


0.000990 to 0.00101 


0.992 to 1.008 


0.003 


0.003 


0.00297 to 0.00303 


0.942 to 0.957 


0.01 


0.01 


0.00990 to 0.0101 


0.992 to 1.008 


0.03 


0.03 


0.0297 to 0.0303 


0.942 to 0.957 


0.1 


0.1 


0.0990 to 0.1 01 


0.992 to 1.008 


0.3 


0.3 


0.297 to 0.303 


0.942 to 0.957 


1.0 


1.0 


0.990 to 1.01 


0.992 to 1.008 


0.9 


1.0 


0.89 to 0.91 


0.892 to 0.908 


0.8 


1.0 


0.79 to 0.81 


0.792 to 0.808 


0.7 


1.0 


0.69 to 0.71 


0.692 to 0.708 


0.6 


1.0 


0.59 to 0.61 


0.592 to 0.608 


0.5 


1.0 


0.49 to 0.51 


0.492 to 0.508 


0.4 


1.0 


0.39 to 0.41 


0.392 to 0.408 


0.3 


1.0 


0.29 to 0.31 


0.292 to 0.308 


0.2 


1.0 


0.19 to 0.21 


0.1 92 to 0.208 


0.1 


1.0 


0.090 to 0.1 1 


0.092 to 0.108 


3.0 


3.0 


2.97 to 3.03 


0.942 to 0.957 


10.0 


10.0 


9.90 to 10.10 


0.992 to 1.008 


30.0 


30.0 


29.7 to 30.3 


0.942 to 0.957 


100.0 


100.0 


99.0 to 101.0 


0.992 to 1.008 


300.0 


300.0 


297.0 to 303.0 


0.942 to 0.957 



fluke 7S0A 
METER CALIBRATOR 




HP 3400A 
RMS VOLTMETER 



DiSiTAL MULTIMETER 
Mp346eA 



Figure 5-1. Accuracy, Linearity, and DC Output Test Setup 
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5-9. Frequency Response Check 



NOTE 

Connect the 50 ohm feedthru termination directly to the3400A IN- 
PUT, to eliminate high frequency losses in the output cable. 

a. Connect the test setup shown in Figure 5-2. 

b. Set the -hp- Model 3400A RANGE switch and Test Oscillator output attenuator to the 
1 volt position. 

c. Set the Test Oscillator for a 400 Hz output. Adjust its amplitude for the reading ob- 
tained in paragraph 5-8 step d, on the 3400A. 

d. Adjust the Test Oscillator frequency to the values listed under “Frequency” in Table 
5-3. Make sure the 3400A is within the limits shown under “Meter Reading” in the table. 
If out of the indicated limits, perform the High Frequency Calibration procedure in paragraph 
5-26. 



hpZAOOA 




Figure 5-2. Frequency Response Test Setup 
Table 5-3. Frequency Response Check 



Freqwocy 


Ntotar Bradipg 


15 Hz 
45 Hz 
100 Hz 
900 kHz 

1 .2 MHz 

1 .8 MHz 

2.2 MHz 

2.8 MHz 

3.2 MHz 
9-8 MHz 


0.95 to 1.05 
0.95 to 1.05 
0.99 to 1.01 
0.99 to 1.01 
0.98 to 1.02 
0.98 to 1.02 
0.97 to 1.03 
0.97 to 1 .03 
0.95 to 1.05 
0.95 to 1.05 
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5-10. Input Impedance Check 

5-11. Resistance Check. Do the following: 

a. Connect the Test Oscillator, 50 ohm feedthru and -hp- Model 3400A to position A in 
Figure 5-3. 

b. Set 3400A to 1 volt range and Test Oscillator to 400 Hz. 

c. Adjust Test Oscillator output for 1 volt indication on Model 3400A. 

d. Connect Model 3400A to position B, as shown in Figure 5-3. The 3400A meter reading 
now should change less than or equal to .02 volts (2 minor divisions). 2 minor divisions cor- 
responds to an input impedance of 10 megohms. 




5-12. Capacitance Check. Do the following; 

a. Connect the Test Oscillator, 50 ohm feedthru termination, and the -hp- Model 3400A 
as shown in Figure 5-3. Make sure the 3400A is connected to position B, and NOT position 
A. Insen the resistor directly into the 3400A’s input BNC and connect the other end to the 
feedthru termination. This minimizes the effect of any externa] capacitance. 

b. Set the 3400A to the .001 V range and the Test Oscillator for a 400 Hz output. 

c. Adjust the Test Oscillator for a full scale reading on the 3400A. 

d. Change the Test Oscillator frequency to 16 kHz and make sure the 3400A reading is 
greater than .707 mV. This corresponds to an input shunt capacitance of less than 50 pF. 

e. Set the 3400A to the 1 V range and the Test Oscillator for a 400 Hz output. Repeat step c. 

f. Change the Test Oscillator frequency to 40 kHz and make sure the 3400A reading is 
greater than .707 V. This corresponds to an input shunt capacitance of less than 20 pF. 
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5-13. Crest Factor Check 

a. Connect test setup as illustrated in Figure 5-4. 

b. Set Model 3400A Range switch to 1 volt position. 

c. Adjust Pulse Generator for pulse output with the following characteristics. 
Pulse Rate - 990 pps as indicated on electronic counter. 

Pulse Width - 10 ftsec as indicated on electronic counter in time internal mode. 
Pulse Amplitude - 7.07 volts as indicated on Model 410C. 

NOTE 

The 4 IOC responds to the positive peak above the average of the 
input waveform. Since the Model 4 IOC is calibrated to read the 
rms value of a sine wave a correction factor is required to measure 
pulse amplitude. The correction factor under these conditions is: 




Figure 5-4. Crest Factor Test Setup 
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This corresponds to a crest factor of 10 where: 

= Epp where D =_!j 
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d. The Model 3400A should indicate 1 volt, ±4% (includes the ±3% accuracy of 410C). 

e. Adjust pulse generator pulse rate to 250 pps as indicated on electronic counter. This 
corresponds to a crest factor of 20. 

f. Model 3400A should indicate 0.5 volt, ±4% (includes the ±3% accuracy of 410C.) 



5-14. Output Noise Check 

a. Connect 50 ohm feedthru to 3400A INPUT. 

b. Connea another RMS Voltmeter to DC output. 

c. Set -hp- Model 3400A to 0.001 volt range. 

d. The reading on the RMS Voltmeter should not exceed 1 mV. 

5-15. ADJUSTMENT AND CALIBRATION PROCEDURES 

5-16. The following is a complete adjustment and calibration procedure for the Model 3400A. 
These procedures should be conduaed only if it has previously been established by Perfor- 
mance Checks, Paragraph 5-5 to 5-14, that the Model 3400A is out of adjustment. In- 
discriminate adjustment of the internal controls to refine settings may actually cause more 
difficulty. If the procedures outlined do not rectify any maladjustments that may exist, and 
you have carefully rechecked your connections and settings, refer to Paragraph 5-29, 
Troubleshooting Procedures for possible cause and recommended corrective action. 

NOTE 

Unless othenvise noted, the 3400A ’s top and side covers have to 
be removed to calibrate and adjust the instrument. 

5-17. Mechanical Meter Zero 

5-18. The mechanical meter zero screw is located on the instrument front panel. If the meter 
pointer does not indicate zero when the instrument power has been off for at least one minute, 
mechanically zero the meter following the procedure outlined below. 



5-7 




Maintenance 



Model 3400A 



a. Turn instrument power off; disconnect input signal and any cable connected to J2 (DC 
OUT) at rear of instrument and allow one minute for meter pointer to stabilize. 

b. Rotate zero adjust CW until pointer is to left of zero, moving up scale. Continue until 
pointer is at zero. If pointer overshoots zero, repeat operation. 

c. When the pointer is exactly at zero, rotate the adjusting screw slightly counterclockwise 
to remove tension on pointer suspension. If the meter pointer moves to the left during this 
adjustment, repeat steps b and c. 

5-19. Power Supply Checks 

5-20. Power supply voltage and ac ripple tolerances are listed in Table 5-4. Test points are 
also indicated in this table. When making ripple voltage measurements, it may be desirable 
to use a battery powered A.C. Voltmeter (H-P 403B) to avoid any undesirable ground loop 
currents. 

5-21. Low Frequency Calibration 

5-22. Amplifier Offset Adjustment. Do the following 

a. Perform the following adjustment only for Revision C A6 assemblies. The adjustment 
is not required for Revision A assemblies. 

b. Remove the 3400A’s top cover. 

c. Refer to the Chopper Amplifier component locator (see Page 6-7/6-8) and connect TP5 
to TPl (on the A6 assembly). 

d. Connect a DC Voltmeter between TP6 and TPl. 

e. Adjust A6R629 (on the A6 assembly) for a >2mV dc reading on the dc voltmeter. 
5-23. Amplifier Gain Adjustment. Do the following 

a. Connect test setup illustrated in Figure 5-1. 

b. Set Model 3400A RANGE switch to 0.01 volt position. 

c. Adjust the Meter Calibrator for a 0.01 V 400Hz ac volts output; set the Digital Multimeter 
to measure IV dc. 

d. Remove the 3400A’s top cover; adjust A6R627 (on the A6 assembly) for l.OV as in- 
dicated on the Digital Multimeter. 

e. Adjust R6 (FULL-SCALE ADJUST) for Model 3400A fuU-scale meter indication. 

5-24. 1/10 Scale Adjustment. Do the following 
a. Connect test setup illustrated in Figure 5-1; omit the DC Voltmeter. 
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b. Set Model 3400A RANGE switch to 0.1 volt position and adjust Voltmeter Calibrator 
for 0.01 volt rms, 400 Hz output. 



NOTE 

The meter may show a small positive offset when the 3400A ’s in- 
put is shorted. This is normal and the 3400A will be fully accurate 
from 1/10 scale to full scale. 

c. Adjust the 1/10 scale adjust (A6R626, located on the A6 assembly) until the meter of 
the 3400A reads exactly 1/10 scale (.OlV). 



Table 5-4. Power Supply Checks 



Power 

Supply 


Test Equipment 
And 

Check Point 


DC Voltage 
Specifications 


Regulation 

(Vary Line Voltage Between 
103.5 and 126.5 vac) 


Ripple 

Specifications 


- 17.5 Vdc 


Connect Digital 
Multimeter, Os- 
cilloscope be- 
tween violet 
lead on video 
amplifier (A4) 
board and 
chassis ground. 


-16.8 to 18.2 Vdc 


iO.5 volt from nominal 
reading at 1 1 5 Vac line. 


400/iV rms or 
1.1 mV p-p 


1-75 Vdc 


Connect Digital 
Multimeter, Os- 
cilloscope be- 
tween red/wht/ 
blue on video 
amplifier A4 and 
chassis ground. 


70.0 to 78.0 Vdc 


± 1 volt from nominal 
reading at 1 1 5 Vac 
line. 


400/tV rms or 
1.1 mV p*p 



5-25. 1 Volt Adjustment. Do the following; 

a. Connect test setup illustrated in Figure 5-1; omit the DC Voltmeter. 

b. Set Model 3400A RANGE switch to 1 volt position. 

c. Adjust voltmeter calibrator for 1.0 volt rms, 400 Hz output. 

d. Remove right side cover (INPUT side) and adjust R104 (1 V ADJUST) for Model 3400A 
full-scale meter indication. 



NOTE 

The adjustments in paragraph 5 — 24 and 5 — 25 may interact with 
each other and may have to be readjusted, after performing both 
adjustments. 
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5-26. High Frequency Calibration 

5-27. Amplifier Gain Adjustment. Do the following: 

NOTE 

The Test Oscillator should be calibrated at the end of its output 
cable with 50 ohms termination connected at the end of the cable. 

a. Connect the test setup shown in Figure 5-2. 

b. Set the -hp- Model 3400A RANGE switch and Test Oscillator output attenuator to the 
.001 volt position. 

c. Set the Test Oscillator for a 400 Hz output and adjust its amplitude for a 90% full 
scale reading on the 3400A. 

d. Change the Test Oscillator frequency to 10 MHz. 

e. Adjust C405 (10 MHz ADJUST) on the A4 Assembly for a 90% full scale reading on 
the 3400A. Replace the right side cover. If the reading changes after cover replacement, readjust 
C405 

f. Vary the oscillator frequency between 3 and 10 MHz. If the 3400A reading goes above 
95% or below 85% of full scale, repeat step e until optimum response is obtained between 
3 and 10 MHz. 

5-28. Input Attenuator Adjustment. Do the following: 

NOTE ' 

The Test Oscillator used in this procedure should be calibrated at 
the end of its output cable. 

a. Connect the test setup shown in Figure 5-2. 

b. Set the -hp- Model 3400A RANGE switch and test Oscillator output attenuator to the 
1 volt position. 

c. Set the Test Oscillator for a 400 Hz output and adjust its amplitude for a 90% full 

scale reading on the 3400A. 

/ 

d. Change the Test Oscillator frequency to 100 kHz. 

e. Remove the bottom cover. Adjust C102 (1 V, 100 kHz ADJUST) for a 90% full scale 
reading on the 3400A. 

f. Vary the oscillator frequency between 100 kHz and 10 MHz. If the 3400A reading varies 
more than ± 1% from 100 kHz to 1 MHz, ±2% from, 1 MHz to 2 MHz, ±3% from 2 
MHz to 3MHz, or ±5% from 3 MHz to 10 MHz, readjust C102 until optimum response 
is obtained. 
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5-29. Second Attenuator Adjustment. Do the following: 

a. Connect the test setup shown in Figure 5-2. 

b. Set the -hp- Model 3400A RANGE switch and Test Oscillator output attenuator to the 
.3 volt position. 

c. Set the Test Oscillator for a 400 Hz output and adjust its amplitude for a 90% full 
scale reading on the 3400A. 

d. Change the Test Oscillator frequency to 3 MHz. 

e. Adjust C303 (10 MHz, .3 V ADJUST) for a 90% full scale reading on the 3400A. 

f. Vary the oscillator frequency between 3 and 10 MHz. If the 3400A reading goes above 
95% or below 85% of full scale, repeat step e until optimum response is obtained between. 

5-30. TROUBLESHOOTING PROCEDURES 

5-31. This section contains procedures designed to assist in the isolation of malfunctions. 
These operations should be undertaken only after it has been established that the difficulty 
cannot be eliminated by the Adjustment and Calibration Procedures, Paragraph 5-15. An 
investigation should also be made to ensure that the trouble is not a result of conditions ex- 
ternal to the Model 3400A. 

5-32. Conduct a visual check of the Model 3400A for possible burned or loose components, 
loose connections, or any other condition which might suggest a source of trouble. 

"^^ble 5-5 contains a summary of known problems by front panel symptoms. 

5-34. Table 5-6 contmns procedures which may be used as a guide in isolating malfunctions. 
The checks outlined in Table 5-6 are not designed to measure all circuit parameters, rather 
only to localize the malfunction. Therefore, it is quite possible that additional measurements 
win be required to completely isolate the problem. Amplifier gain and biasing may vary slightly 
from instrument to instrument; therefore, it should not be necessary to precisely duplicate 
waveforms or values described. 



NOTE 

Do not use an extender board on the Chopper Amplifier Board (A6). 

5-35. Checking Thermocouples TC401 and TC402 

procedure shows how to check the thermocouples in the -hp- Model 
3400A RMS Voltmeter for proper operation. 

NOTE 

This check will not yield any information concerning thermocou- 
ple operation for either sluggish or overshoot /undershoot response 
on the 3400A meter. If these symptoms are noted, replace the 
thermocouple. 
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Table 5-5. Front Panel Symptoms 



Symptoms 


Possible Causes 


Reading far out of tolerance, meter pegged 
out. 


Check for a defective oscillator on The A6 
assembly. 


Excessive offset OS-%1 with input 
shorted. 


A6R626 and/or C405 misadjusted. 


400Hz calibration low and frequency 
response falls off above 50KHz. 


Q401 or Q402 shorted. 


Switching transients exceeds 5% of full 


Check collector voltage of Q201 (should 


scale with shorted input. 


not exceed 9.0V) 


Instrument has been overloaded. 


Check Q201, Q401, Q402, and TC401. 
See paragraph 5-34 for details on TC401 . 


Meter jitty. 


Noisy chopper op amp (U601). 


Full-scale difference from range to range. 


Check resistors in second attenuator. 


Meter pegs full scale. 


Check thermocouples. See paragraph 
5-35 for details. 


Overshoot, undershoot, or sluggish 


Replace thermocouples. See paragraph 


response on meter. 


5-38. 


Meter moves rapidly ^rom tero to full-scale 
and back. 


Check ac feedback on the A6 assembly 
(R614, C605, and R615). 



5-37. The thermocouple tests consist of checking the heater resistance and output voltage 
of each thermocouple. The heater resistance is checked using an ohmmeter. The output voltage 
is checked by supplying 5 mA dc current to the heater and then measuring the output voltage. 
If the thermocouple fails any of the tests, replace it using the procedure in paragraph 5-38. 
A Digital Multimeter (like the -hp- Model 3468A/B), a 10 V dc power supply (like the -hp- 
Model 6214B), and a 1 Kohm ±0.1% resistor (-hp- Part Number 0698-7449) are needed for 
the tests. Refer to Figure 5-5 while performing the following procedure. 

a. Turn the 3400A off and remove the A6 assembly. 

b. Set the digital multimeter to the ohms function. Connect the test leads between chassis 
ground and the junction of C413 and C415 on the A4 assembly. This checks the heater 
resistance of TC401. The multimeter reading should be between 76.5 ohms and 103.5 ohms. 
If the readings are out of the specified limits, replace the matched pair of thermocouples 
(-hp- Pan Number 0863-0003). 



NOTE 

The following check applies to -hp- 3400A ’s with serial number 
prefix 2225 and above. For instruments that have a lower prefix, 
change step c to the following: 

c. Connect the multimeter between the clear lead on R4 (CAL poten- 
tiometer on chassis) and pin 14 on the A6 socket. This checks the 
heater of TC402. Make sure the reading is between 76.5 ohms and 
103.5 ohms. Replace the thermocouples if out of limits. 
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Practdure 

Sei the 3400A to the IV range. Apply IV 400Hz ac 
signal to the input terminals. Measure the signal at 
luncuon of C413 and 415. The reading should be be- 
tween 240mV and 280mV RMS. 

Measure the signal between TP2 and TP1 on the A6 
assembly. The signal should look like the one in 
Figure 5-7. 

Troubleshoot and repair oscillator circuitry. 

Turn the 3400A off and place the A6 board on an ex- 
tender board (-hp- 50G0-60381. Unsolder and lift one 
end of R616 from the board Ithe dc feedback Is now 
disconnected). Set the instrument to the IV range and 
apply a 1 V, 400Hz RMS ac signal to the input terminals. 
Using a Digital Multimeter (like the 3468A/BI, measure 
the voltage between TPS and TP1 on the A6 assembly. 
The voltage should be ODoroximately 2mV to 2.5mV ac. 

Check lor a defective TC40 1 , TC40 1 may also be discon- 
nected from the output of the video amplifier via 
capacitors C413 and C415. 

Turn the instrument off and replace and resolder 
R616 on the A6 board. Make sure the 3400A is still 
on the 1 V range and the IV. 400Hz signal is still applied. 
T urn the instrurr>ent on and measure the voltage between 
TP4 and TP1 on me A6 board. The voltage should ao- 
proximaiely be -4V dc. 

If the voltage is positive, check for a shoned CR603. If 
the voltage is negative but other than -4V. U602 or 
TC401 may t>e defecuve. 

Check the voltage between TP5 and TP1 and make sure 
it is - .19V. 

Troubleshoot the filter circuitry consisting of R617 
through R619, and C606 through C60B. 

Check The voltage oetween TP6 and TPI and make sure 
it IS approximately - IV. 



Figure 5-7. input to Demodulator 






Table 5-B. Troubleshooting Procedure 



Action 

i ac PASSES: Proceed to 

I at FAILS: Proceed to@ 

be- 



A6 PASSES: Proceed to 
■ FAILS; Proceed to 



ex- 

one 

TOW 

and 

ais. 

>ure 

bly. 

ac. 



PASSES: Proceed to^^ 
FAILS: Proceed to (T) 



:on- 

via 



Ider 

still 

led. 

'een 

ao- 



PASSES: Proceed to 
FAILS: Proceed to Q 



3. If 



317 



PASSES: Proceed to (T5) 
FAILS: Proceed to (T) 



ure PASSES; Proceed to 
FAILS: Proceed to 



ClMck 

® 

® 

® 

® 

® 

® 

0 

® 

© 



0 



FroceaMri 

Creek tor a detective U602. 

The A6 assembly is probabiv vvorkmg correctly. Make 
sure the meter assembly Ml and associated circuitry are 
good. 

Measure the ac signal at the ouiout of imoedance con- 
verter A2 (negative side of C205) The reading should 
oe approximately .96mV RMS 

Measure the ac signal at the input of tne video amplifier 
A4 (positive side of C402l. The reading should be 
approximately .95mV RMS 

Measure the ac signal at the base of 0404 The read- 
ing should be approximately 155mV RMS 

Measure the ac signal at the negative side C427 The 
reading shojid be apbroximately 32mV RMS. 

Check tor a defective C4 1 3 and C4 1 5 

Check for defective 0404, 0405. 0406 and associated 
Circuitry. Also check the ihermocouoles (see oaragraph 

5-341. 

Measure the ac signal a: tne emitter of 0402. Reading 
snould oe l,85mV RMS 

Cr>cck 0401 and 0402 circuitry 

Cneck Q403 circuitry 

Creek second anenuator circuitry A3 

Measure the ac signal at tne input to imoedance con- 
vener. oin 7 on A2 board The reading should be 
aporoximaiely ImV RMS 

Creek the imoedance convener or oower supply. See 
Table S-4 tor specifications on power supply. 

Crieck tne input anenuator circuitry 



Action 



PASSES: Proceed to 
FAILS: Proceed to 

PASSES; Proceed to 
fails Proceed to @ 

PASSES: Proceed to @ 
FAILS: Proceed to (7l) 

PASSES; Proceed to 
FAILS: Proceed to (1^ 



PASSES: Proceed to 
FAILS: Proceed to 



PASSES: Proceed to(J) 
FAILS; Proceed to @ 
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c. Connea the multimeter between pins 10 and 14 on the A6 socket. This checks the heater 
of TC402. Make sure the reading is between 76.5 ohms and 103.5 ohms. Replace the ther- 
mocouples if out of limits. 

d. Connect the 1 Kohm resistor to the power supply as shown in Figure 5-5. 



KAUTION4 

Za *aa,<uuuu>jw»J 

Make sure the power supply is adjusted to O V before turning it 
on. Also, do not apply more than 7 V to the thermocouples, or 
they may be damaged. 

e. Connect the power supply and 1 Kohm resistor between the junction of C413 and C415, 
and ground. This checks the TC401 output voltage. Refer to Figure 5-5 and connect the HI 
lead of the multimeter to point A and the low lead to point B (i.e., across the resistor). Turn 
the power supply on and adjust it for a 5 V reading on the multimeter. 

f. Remove the multimeter and then connect it as follows: 

LO Input: to pin 1 1 on the A6 socket 
HI input: to pin 13 on the A6 socket 

g. Note the reading on the multimeter. It should display between •+• 6.5 mV and + 9 mV. 
If the reading is out of the specified limits, replace the thermocouples. 

h. Set the power supply output to 0 V and disconnect it from the thermocouples. 

NOTE 

The following check applies to -hp- 3400A ’s with serial number 
prefix 2225 and above. For instruments that have a lower prefix, 
change step i to the following: 



POWER SUPPLY 
-np- B214B 




[’’VoA4 

I 




thermocouple 


POWER SUPPLY 
CONNECTION 


TC401 


+ to C4:i3/C4i5 
- to GROUND 


TC402 


+ tD J5C10) 
- to J5 (14) 



Figure 5-5. Testing the Thermocouples 







Maintenance 



Model 3400A 



/. Connect the po'wer supply and 1 Kohm resistor between the clear 
lead on R4 and pin 14 on the A 6 socket. This checks the TC402 
output voltage. Refer to Figure 5-5 and connect the HI lead of the 
multimeter to point A and the low lead to point B (i.e., across the 
resistor). Turn the power supply on and adjust it for a 5 V reading 
on the multimeter. 

i. Connect the power supply and 1 Kohm resistor between pins 10 and 14 on the A6 socket. 
This checks the TC402 output voltage. Refer to Figure 5-5 and connect the HI lead of the 
multimeter to point A and the low lead to point B (i.e., across the resistor). Turn the power 
supply on and adjust it for a 5 V reading on the multimeter. 

j. Disconnect the multimeter and connect as in step f. 

k. Make sure the multimeter reading is negative and within 1 mV of the reading noted 
in step g. It should display between + 6.5 mV and -t- 9 mV. If the reading is out of the specified 
limits, replace the thermocouples. 

l. Disconnect the power supply, resistor, and multimeter from the 3400A. Set the multimeter 
to the ohms function and connect it between pins 1 1 and 14 on the A6 socket. This checks 
for thermocouple shorts to ground, through the cover. If the reading on the multimeter is 
below 200 Kohms, look for a short. 

5-38. Thermocouple Replacement 




Exercise extreme care when removing or replacing the amplifier 
primed circuit board assembly and when shaping the thermocou- 
ple leads. 

5-39. Should a thermocouple be defective, it is necessary to replace both as a matched pair 
(see Section VII, Table of Replaceable Pans) for part number. To replace thermocouples, 
perform the following steps; 

a. Turn instrument power off and remove right side (INPUT side) and top covers. 

b. Remove the four lead connection to the A4 amplifier board. 

1. Black coaxial cable (two leads) 

2. Violet lead 

3. White lead/blue lead. 

c. Refnove the three mounting screws on the amplifier board. 

d. Gently pull bottom of board out at the same time relieving stress on thermocouple cable 
until the board will drop down and the top will clear main frame. Carefully fold board down 
to expose the four nuts holding the thermocouple shield. 

e. Remove four shield nuts; lift shield off. Remove thermocouples, noting orientation. 
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f. Leads on new thermocouples must be shaped before inserting into PC board. During 
the shaping process, hold leads between bending point and glass with long-nose pliers. 

g. Place the red dots on the thermocouples face down on the A4 Video Amplifier Board. 
If one of the thermocouples has an additional colored dot place it in the TC402 position. 

h. Carefully insert new thermocouple leads and solder. 

i. Reverse steps e, d, c, b. Note: the violet lead goes to the lower of the two top connec- 
tors on the A4 board. 

j. After thermocouple replacements perform a complete adjustment and calibration pro- 
cedure as outlined in Paragraph 5-15. 



Table 5-7. Factory Selected Components 



Designator 


Function 


Low 


Value 

Normal 


High 


C205 


Adjust low frequency (10 Hz) response. 


- 


100;iF 

(selected) 


- 


C302 


Adjust high frequency ( 1 0 MHz) of Second Attenuator 
on 0.001 V and 1 V ranges. 


5 pF 


12 pF 


15 pF 


C304 


Adjust high frequency (3 MHz to 10 MHz) of Second 
Attenuator on 0.3 V and 300 V ranges. 




24 pF 


39 pF 


C305 


Adjust high frequency (1 0 MHz) of Second Anenuator 
on 0.01 V and 10 V ranges. 


— 


5 pF 


12 pF 


C427 


See NOTE on schematic. 


— 


200 

(selected) 


- 


R419 


Adjust voltage at collector of Q406 (with no signal in- 
put) to 1.SV to 2.5V dc. 


270 


300 





5-40. SERVICING ETCHED CIRCUIT BOARDS 

5-41 . The -hp- Model 3400A has five etched circuit boards. Use caution when removing them 
to avoid damaging mounted components. The assembly and -hp- Part No. are silk screened 
on the interior of the circuit board to identify it. Refer to Section VII for parts replacement 
and -hp- part number information. 

5-42. The etched circuit boards are plated-through type. The electrical connection between 
sides of the board is made by a layer of metal plated through the component holes. When 
working on these boards, observe the following general rules: 

a. Use a low-heat (25 to 50 watts) small-tip soldering iron and a small diameter rosin core 
solder. 

b. Circuit components can be removed by replacing the soldering iron on the component 
lead on either side of the board and pulling upon lead. If a component is obviously dam- 
aged, clip leads as close to component as possible and then remove. Excess heat can cause 
the circuit and board to separate or cause damage to the component. 

c. Component lead hole should be cleaned before inserting new lead. 
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d. To replace components, shape new leads and insert them in holes. Reheat with iron 
and add solder as required to insure a good electrical connection. 

e. Clean excess flux from the connection and adjoining area. 



5-43. A6 ASSEMBLY (03400-66512) RETROFIT PROCEDURE 

5-44. The following procedure can be used to retrofit older 3400A’s that have the old A6 
Assembly (-hp- Pan Number: 03400-66508) with the presently available A6 Assembly (-hp- 
Part Number: 03400-66512). Since modifications to the A7 Assembly (Power Supply) and 
to other associated components of the A6 Assembly are required, you should obtain a 3400A 
manual that has the schematics (Figures 6-3 and 6-4) for the old A6 and A7 Assemblies. 
(A manual with -hp- Pan Number 03400-90008 or lower is a good choice.) Do the following: 

a. Turn the 3400A off and disconnect it from the ac power source. 

b. Refer to Figure 6-3 (schematic of the old A6 Assembly), and locate and remove R3, 
R8, R9, and RIO from the instrument. These pans and pans in the next step are located 
next to the A6 Assembly connector. 

c. Refer to Figure 6-3 again and locate resistor R4. Connect and solder both legs of R4 
together, or connect pin 10 of the A6 Assembly connector to the CLR line of thermocouple 
TC402. 

d. Refer to Figure 6-4 (schematic of the old A7 Assembly) and locate C711, C712, CR718, 

CR719, R701, R702, R712, R713, and Q706 on the A7 Assembly. Then remove the com- 
ponents from the assembly. » 

e. Remove the old A6 Assembly (03400-66508) and replace it with the new A6 Assembly 
(03400-66512). 

f. Connect the 3400A to the ac power source and turn it on. After the recommended warm- 
up, calibrate the instrument using the calibration procedure in paragraph 5-15. 

NOTE 

After calibrating the 3400A, the instrument may display a small 
offset with 0 V inputs. This is normal and the 3400A should be ful- 
ly accurate from 1/10 scale to full scale. 
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PERFORMANCE CHECK TEST CARD 



Hewlen-Packard Model 3400A 
RMS Voltmeter 
Serial No 



Description 



Tests performed by_ 
Date_ 



Accoracy, Linaarity and DC Output; 
Calibrator 3400A 

Output Range 



0.000990 


0.00101 


0.992 


^1.008 


0.00297 


0.00303 


0.942 


0.957 


0.00990 


0.0101 


0.992 


1 .008 


0.0297 


0.0303 


0.942 


0.957 


0.0990 


0.101 


0.992 


1.008 


0.297 


0.303 


0.942 


0.957 


0.990 


1.01 


0.992 


1.008 


0.90 


0.91 


0.892 


0.908 


0.79 


0.81 


0.792 


n ftnft 


0.69 


0.71 


0.692 


n 7r»R 


0.59 


0.61 


0.592 


0.608 


0.49 


0.51 


0.492 


0.508 


0.39 


0.41 


0.392 


0.408 


0.29 


0.31 


0.292 


n 


0.19 


0.21 


0.192 


0.208 


0.090 


0.1 1 


0.092 


0.108 


2.97 


3.03 


0.942 


0.957 


9.90 


10.10 


0.992 


1 .008 


29.7 


30.3 


0.942 


n Q=;7 


99.0 


101.0 


0.992 


1 nr>R 


297.0 


303.0 


0.942 


0.957 




Input impedance Check; 

Resistance 

Capacitance 



_1 0 MC or greater 

_50 pF or less 0.001 V to 0.3 V 

_20 pF or less 1 V to 300 V 



Crest Factor Chock; 


1 0:1 full scale 




20: 1 half scale 



Output Noise Check; 



1 mV RMS or less 







SECTION VI 
CIRCUIT DIAGRAMS 



S'l. IIITRODUCTIOII 

6-2. This section contains the circuit diagrams necessary for the operation and maintenance 
of the Model 3400A RMS Voltmeter. Included are schematic and parts location diagrams. 

6 3. SCHEMATIC DIAGRAMS 

6-4. The schematic diagrams depict the circuits contained within each assembly of the 
3400A as well as assembly interconnection. Main signal paths and significant feedback paths 
are identified. 

6-5. The schematic diagrams are arranged in ascending order of assembly reference designa- 
tion. 



6-6. PARTS LOCATION DIAGRAMS 

6-7. The pans location diagrams show the physical location of pans within an assembly. 
Pans are identified by reference designation. A parts location diagram is included for each 
assembly which does not have adequate silk screening of reference designations. 



6-8. The pans location diagrams are located on the same figure as the schematic of the 
assembly. 
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-GENERAL SCHEMATIC NOTES 



COMPLETE REFERENCE DESIGNATIONS ARE SHOWN. 

COMPONENT VALUES ARE SHOWN AS FOLLOWS UNLESS OTHER- 
WISE NOTED. 

RESISTANCE IN OHMS 
CAPACITANCE IN MICROFARADS 

4r DENOTES POWER LINE GROUND (VOLTMETER CHASSIS J_ ). 
^ DENOTES CIRCUIT GROUND; ON PRINTED CIRCUIT ASSEMBLY. 

DENOTES ASSEMBLY. 

II ■111— I— — — DENOTES MAIN SIGNAL PATH. 

■ I I — ■■■ "I— — DENOTES DC FEEDBACK PATH. 

» I » m ■■■' DENOTES AC FEEDBACK PATH. 



DENOTES SHIELD. 



I I DENOTES FRONT PANEL MARKING. 

ZZZZZl denotes REAR PANEL MARKING. 



DENOTES SCREWDRIVER ADJUST. 






DENOTES COMPONENTS NOT MOUNTED ON 
ASSEMBLY. 



^ AVERAGE VALUE SHOWN. OPTIMUM VALUE SELECTED AT 
FACTORY. SEE TABLE 5-7. 

c' ^ DENOTES SECOND APPEARANCE OF A CONNECTOR PIN. 




•CR204 







NOTES 



1. ALL DC AND AC VOLTAGE LEVELS SHOWN IN RED ARE WITH I MV 
INPUT (FULL SCALE DEFLECTION). A TOLERANCE OF ±10 c SHOULD 
BE ALLOWED FOR VARIATIONS FROM INSTRUMENT TO INSTRUMENT. 

2. ALL AC VOLTAGES ARE UNDERUNED. ALL DC VOLTAGES HAVE A 
POLARITY INDICATION. 
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3400A->A>OI07 





VIDEO amplifier ASSEM8LY (03400-€6503 ) 
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-I7.5V 



DOTS— i.' 
•EDBAC* 




, 






!4 


P4Q3*. 
2< : 


C422- 
. 1 *" 

[ ^ 


1 I 

“ ▼ Ca4Q6 
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'oot: ^»4i« 

LJ"° 



R425 
lOK »433 
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ILIZING 

BACK 



+ 75V 



AMPLIFIER OUTPUT 
TO 

thermocouple (TC40I) 



Figure 6-2. Video Amplifier A4 Schematic and Parts Location Diagram 
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NOTES 



1. ALL DC AND AC VOLTAGE LEVELS SHOU-N IN RED ARE WTTH 1 MV 
INPUT (FULL SCALE DEFLECTIONS A TOLERANCE OF tlO'c SHOULD 
BE ALLOW.TD FOR VARIATIONS FROM INSTRUMENT TO INSTRUMENT. 

2. ALL AC VOLTAGES ARE UNDERLINED. ALL DC VOLTAGES HAVE A 
POLARITY INDICATION. 

a. AC VOLTAGE LEVELS AT Q405 AND Q406 MUST BE OBSERVED WTTH 
10:1 DIVIDER PROBE. 

4. IF C427 IS REPLACED. FT MAY BE NECESSARY TO SELECT THE 
VALUE OF C427 FOR PROPER FREQUENCY RESPONSE. THIS IS DLE 
TO CAPACTTOR TOLERANCE. 




A4 

l-hp' Pan Hq. D340D-655Q31 











ss 









♦6,2V 




Figure 6-3. Chopper Amplifier A6 and Thermocouple Pair 
(Part of A4) Schematic and Parts Location Diagram 
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Figure M. Power Supply A7 Seherrralie and Pans Loeauon 
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SECTION VII 
REPLACEABLE PARTS 



7-1. INTRODUCTION 

7-2. This section contains infonnation for ordering replacement parts. Table 7-1 lists parts 
in alphameric order of their reference designators and indicates the description, -hp- pan 
number for each part, together with any applicable notes, and provides the following: 

a. Total quantity used in the instrument (TQ column). The total quantity of a pan is 
given the first time the pan number appears. 

b. Description of the pan. (See list of abbreviations below.) 

c. Typical manufacturer of the part in a five digit code. 

d. Manufacturer’s part number. 

7-3. Miscellaneous parts are listed at the end of Table 7-1. 

7-4. ORDERING INFORMATION 

7-5. To obtain replacement parts, address order or inquiry to your local Hewlett-Packard 
Field Office. Identify parts by their Hewlett-Packard part numbers. Include instrument 
model and serial numbers. 

7-6. NON-LISTED PARTS 

7-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 
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Replaceable Pans 



Model 3400A 



7-8. PARTS CHANGES 

7-9. Components which have been changed are so marked by one of three symbols; i.e., 
A, A with a letter subscript, or A with a number subscript. A A with no subscript indicates 
the component is the preferred replacement for an earlier component. A A with a letter 
subscript indicates a change which is explained in a note at the bottom of the page. A A 
with a number subscript indicates a change which is discussed in backdating (Appendix A). 
The number of the subscript indicates the mnnber of change in backdating which should 
be referred to. 



Table 7-1. List of Abbreviations 




Table 7-2. Code List of Manufacturers 



Mfr. 

No. 


Manufacturer Name 


Address 


00494 


Addressograph Multigraph Corp. 


Cleveland, OH 44117 


01121 


Allen-Bradiey Co 


Milwaukee, Wl 53204 


02111 


Spectrol Electronics Corp 


Cityoflnd, CA 91745 


04713 


Motorola Semiconductor Products 


Phoenix, AZ 85008 


13606 


Sprague Elect Co Semiconductor Div 


Concord, NH 03301 


24546 


Corning Glass Works (Bradford) 


Bradford, Pa 16701 


27014 


National Semiconductor Corp 


Santa Clara, CA 95051 


28480 


Hewlett-Packard Co Corporate Hq 


Palo Alto, CA 94304 


3L585 


RCA Corp Solid State Div 


Somerville, NJ 


56289 


Sprague Electric Co 


North Adams, MA 01247 


72136 


Electro Motive Corp 


Florence, SC 06226 


72982 


Erie Technological Products Inc 


Erie, PA 16512 


91637 


Dale Electronics Inc 


Columbus, NE 68601 


91802 


Industrial Devices Inc 


Edgewater, NJ 07020 
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Table 7-3. Replaceable Parts 



Reference 

Designation 


HP Part 
Number 


i 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A1 


03400«6&so: 


0 


1 


assembly-input attenuator board 


28480 


03400-66501 


A2i2 


03400-6&S2W 


5 


1 


assembly-impedance converter board 


28480 


03400-6651^ 


ft3 


03400-63401 


3 


1 


ASSEMBl.Y-SECOND ATTENUATOR 


234R0 


03400-63401 


A4 


03400-66S03 


2 


1 


assembly-ampliexer board 


2848 C 


03400-66503 




03400-66512 


3 


1 


ASSEMBLY-CHOPPER OP APlP 


28480 


83400-66512 




03400-66515 


6 


1 


ASSEMBLY-POUER SUPPLY BOARD 


28480 


03400-6651- 


c: 


0180-0152 


s 


1 


CAPACITOR-FXD 40I.IF>30-1 02 200UDC Al. 


P3480 


0180-0152 


CA 


0160-0379 


6 


1 


CAPACITOR-FDTMRU 477SPF UlX SOOV MICA 


729R2 


633-010 18C-. 477SC 


Cl 0*. 


0170-0022 


7 


1 


CAPACITOR-FXD .lUF *-202 600VDC POL YE 


28480 


0170-0022 


c;o2 


C132-0003 


4 


1 


CAPACITOR-V TRrtR-PSTN .7-3?F 3S0V 


2B48U 




C103 


0150-0058 


7 


1 


CAPACITOR-FXD 2.2PF ♦-.2SPF 600VDC CFR 


28480 


0150-OOS8 


C2C0 ir 




i 


I 


CAPACITOR-FXD .C022U.= -r-lOv 200\OCK 


56289 


192P22292-PTS 




0180 - 216S 




3 


CAPACIT0R-F)O .lUF 200VDC ?OLY£ 






C2C2i, 


0180 - 2825 


1 


3 


CAPACITOR-FXD 22UF ♦SO-IOS 50VDC AL 


2l4(^ 


0180- 2 S 25 


C203 


0180-0060 


4 


2 


CAPACITOR-FXD 200UF-75-102 3VDC Ai. 


S6289 


30D207S033CC2 


C20^«2 


0180-C118 


1 


1 


CAPACITOR-FXD S.SUr — ICi 35VX TA 




:5CD685X403552 


C2Qii2 


0180-0039 


7 




CAPACITOR-FXD 1 OOUf •'•75-1 02 12VDC Ai. 


S6289 


30Din7r:Lii2CC? 












28480 


OiSo- 002 - 


C302* 


0160-0S37 


1 


1 


CAPACITOR-FXD 12PF— 102 500VDC HlCA 


28480 


D1.S0-09S7 


C303 


0121-0039 


3 


1 


CAPACITOR-V TRmR-CER 8-SOPF 3SOU PNL-MTC 


72982 


557-062 E8-50 


C3041I 


0160-0987 


2 


2 


CaPaCTTOR-FXD 12PF —52 50CVDC MICA 


28480 


0160-0987 


C305* 


0160-0987 






CAPACITOR-FXD 12PF —57. SOftVDC MICA 


28480 


0160-0987 


CA02 


0180-0063 


7 


1 


CAPACITQR-FXD S00UF*7S-:02 3VDC AL 


56289 


30Df.07G003Dr? 


C403 


0160-0269 


3 


1 


CAPACITDR-FXO .lUF —202 SOOUDC CER 


28480 


0160-0269 


CAO-a 


0140-0201 


1 


1 


CAPaCITOR-FXD 12PF —52 500UDC MICA 


72136 


DMlSCl20J05flfiUV:CR 


C405 


0130-0019 


7 


1 


CAPACTTOR-v TRMR-r.ER 1.5-7PF 3S0V PC-MTC 


284D0 


0130-0018 


C-406 


0180-0137 


6 


1 


CAPACITOR-FXD lOOUF— 202 lOWDC TA 


56289 


150D107X0010R? 


C407 


0180-0060 


A 




CAPACITOR-FXD 200UF<*7S-102 3VDC Au 


56P89 


30D207C003CC2 


C408 


0160-0127 






CAPACITOR-FXD lUF —20% 25VDC CER 


28480 


0160-0127 


C41Q 


0140-0225 


9 


2 


CAPACITOR-FXD 300PF —1% 300VDC MICA 


72136 


DnirF3DlF0300UVlC 


C4i: 


0180-0224 


2 


T 


CAPACTTOR-FXD 10UF-7S-132 16VDC Al. 


S6P89 


30D106C016BA2 


C412 


0180-0039 


7 




CAPACITOR-FXD lOOUF-75-102 12VDC Al. 


S6289 


3CD107C012CC2 


C413 


0180-0142 


3 


2 


CAPACITOR-FXD 20UF*1 00-10% 2SVDC Al, SPOl 


28480 


0180-0142 


3414 


0140-0196 


3 




CAPACTTMR-FXD ISOPF —52 30DVDC MICA 


72136 


DMlSPlSl J0308WV1CR 


C41S 


C10O-C142 


3 




CAPACITOR-FXD ?OL»F*100-:02 25VDC Ai SPOL 


28480 


0180-0142 


C4S0 


UlSO-3096 


3 




CAPACITOR-FXD .OSuF *80-202 lOOVDC CER 


28480 


OlSn-0096 


C421 


0140-02251 


9 




CAPACITOR-FXD 300PF —12 300VDC MICA 


7?136 


DM1PF3D1P03C0UV1C 


C42S 


0160-0127 






CAPACITOR-FXD lUF —202 2SVDC CER 


284R0 


0160-0127 


C424 


0160-0128 


3 


1 


CAPACITOR-FXD 2.2UF —202 50VDC CER 


28480 


C160-0128 


C42S 


0140-0176 


9 




CAPACITOR-FXD lOOPF —22 300VDC MICA 


72136 


DfllSri OlGOSOttUVlCR 


C426 


0140-0176 


9 




CAPACITOR-FXD lOOPF —22 300VDC MICA 


72136 


DM15F101C03COUV1CR 


C427:i 


0180-2428 


2 


1 


CAPACITOR-FXD 2S0UF-7S-102 2SVDC AL 


S6P89 


500DP57r.02SEF7 


C60'. 


0180-2822 


0 


1 


CAPACITOR-FXD lOUF-50-102 SOVDC A: 


?'.^8 0 


OlCO-2822 


C60S 


0160-0194 


3 




CAPACTTOR-FXD . OlSUF • -1 0% 20 0VDC POLYE 


28460 


0160-0194 


C603 


3160-0168 


1 




CAPACITOR-FXD .lUF —102 200UDC POl YF 


28480 


0160-0168 


C604 


0160-0163 


1 




CAPACITOR-FXD .lUF —102 200UOC POLYf 


P848D 


0160-0168 


C60S 


0180-1745 


4 


3 


CAPACITOR-FXD 1.5UF— 10% 20VOC TA 


56P89 


150D155X9020A.? 


C606 


0180-0373 


2 


1 


CAPACTTOR-FXD .63MF— 102 3SVDC Ta 


56289 


150D684X9035A2 


C607 


0180-1745 


4 




CaPaCITOR-FXD 1.51'F— 102 20VOC TA 


56289 


1S0D1SSX9020A? 


C608 


0180-0376 


5 


1 


CAPACTTOR-FXD .47UF— 102 3SVDC TA 


56289 


1500474X9035A2 


C609 


0180-1735 


2 


1 


CAPACITOR-FXD .22UF— 102 3SVDC TA 


56289 


150D224X903SA? 


C6ia 


0180-0197 


8 


1 


CAPACTTOR-FXD 2.2uF— 102 20VOC TA 


56289 


1S0022SX9C20A2 


C613 


0180-0692 


8 


1 


CAPaCITOR-FXD 220UF*50-102 35VDC AL 


00494 


3SVBSL22U 


C701 


0170-0024 


9 


1 


CAPACITOR-FXD .022UF —202 20OVDC POLYE 


28480 


0170-0024 


C702 


0180-0089 


7 




CAPACITOR-FXD 10UF*S0-1C2 150VDC AL 


S6289 


30D106F150DD? 


C703 


0160-0166 


9 




CAPACITOR-FXD .068UF — 1 S2 200VDC POLYE 


28480 


0160-0166 


C704 


0180-0089 


7 




CAPACITOR-FXD lOUF-50-102 ISOVDC AL 


S6289 


30D1O6F1S0DD2 


C7C5 


0150-0012 


3 


1 


CAPACXTOR-FXD .OIMF —232 IKVDC CER 


56289 


C023A1 02J103MS38 




0180-0050 




2 


CAPACITOR-FXD 40UF*7S-102 SOVtC AL 


S6289 


30D4n6C0S0DD2 


C707 


0180-0050 


2 




CAPACITOR-FXD 40I»F*75-102 50VOC AL 


56289 


30D406C0SDDD2 


C708 


0180-fllCS 


8 


2 


CAPaCITOR-FXD 50L«F*l 00-102 2SVDC AL SPOL 


28480 


oisn-oios 


C709 


0180-01 OS 


8 




CAPACITOR-FXD SOUF-100-102 2SVDC AL SPOL 


28480 


0180-01 05 


C71C 


0180-0 098 


8 


1 


CAPACITOR-FXD lOOUF— 202 20VDC TA 


56289 


150D107X0020SP 


CR20li: 


isoi-oo;o 


3 


2 


OIOOE-SWITCMINS 80 V 200KA 2NS DO-35 


ZS^SO 


1901-005: 




1S01-C05C 


3 




DIOOE-Sw:TO-.JNC sc V 200-%A 2NS 00-35 


2SLS0 




CR203 i: 


1502-OS6i* 


0 




DIOO£-2f« IS V 5'. 


28A80 




CR20-i‘» 


:90:-cc25 


2 


10 


DICOE-GEX PR? 100 v 200MA 00-7 


284S0 


1901-0025 


CR20S i: 


19C:-CC25 


2 




D3XE-SSN PR? IDO V 200H4 00-7 


2SWSC 


1901-0025 


CR20Si2 


lSCl- 0 025 


2 




9IOTS-G&: PRP 102 V 20C DO-7 


28AS0 


:s:i-oo25 


CR4o: 


: 901- 0025 


2 




D3X£-G£\ PR? IOC V 200MA 00-7 


284S0 


1901-.00Z5 


CR^02 


isoi-oo^e 


3 




DIXE-SWITCMINO 30 V 2NS 00-33 


ZS^^O 


1901-0040 



See introduction to this section for ordering information 
^‘Indicates factory selected value 
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Table 7-3. Replaceable Parts (Cont'd) 



Reference 

Designation 


HP Part 
Number 


I 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


CR406 


1901-0025 


2 




DTOt>e-GEN PRP lOO’J 200M4 1)0-7 


284RC 


19.11-0025 


CR407 


1910-0016 


0 


2 


DI0D8-GC 60V 60nA lUS CO-7 


2B4»0 


191 C-0C16 


CR408 


191 0-0016 


0 




DIOtE-CE 60V 60HA lUS DO-7 


28480 


191 0-0016 


CR601 


1902-0777 


3 


2 


D1QCF-2NR iwear. 6.2V S% Cn-7 PD=.4k: 


04713 


1N82S 


CR£.02 


1902-0777 


3 




DT0DS-2HR 1N875 6.2W 571 DO-7 P®s.4U 


04713 


1NR2S 


CRi»83 


1901-OS18 


8 




DIODE-SM SIC SCHOTTKY 


2843C 


1901. -0518 


CR701 


1901-0028 


f, 


2 


DTODE-PUR RFC7 400W 7S0MA DO-29 


23480 


1931-0028 


CR732 


1901-0028 


s 




DIODF-PUR RECT 400U 7S0nA DO-29 


28480 


1901-0028 


CR703 


1901-002:*. 


2 




DIODE-CEN PRP lOftV 200MA DO-7 


28480 


1901-0025 


CM704 


1901-0701 


1 


2 


DIODP.-STAblSTOR 12W lOHA 


2848 0 


1901-0701 


r.R7ns 


1901-0025 


2 




DTOt“-RFN PRP inoy 200MA DO-7 


28460 


1901-0025 


CR7C^ 


1901-0701 






DIODF-STADISTOR 12W lOnA 


2848 0 


19D1 -0701 


rR7n 


1901-0026 


3 


2 


DIODr-PUR RECT 200U 7S0rtA DO-29 


28480 


1901-0026 


CN712 


1901-0026 


3 




DIODE-PUR RECT 20 OU 7SO«A DO-29 


2R480 


1901-0026 


CR713 


1901-0025 


2 




DIODE-REn PRP 103V ROOHA DO -7 


28480 


1931-0025 


CR714 


1901-0023 


2 




DIODE-CEN PRP IPOV 200WA DO-7 


28480 


1901-0025 


r;R7:r. 


1902-3223 


0 


1 


DTnDE-2NR 17. 4U 27 DO-35 rD».4U 


28480 


1902-3223 


CR7:7 


l9ni-00'45 


6 




DTODE-PUR RECT lOOw 7S0HA DO-29 


23480 


1901-0045 


CR720 


1901-0025 


2 




OTCDE-CEn PRP JflOV aOOr.A DO-7 


2R480 


1901-0025 


DSl 


1450-C566 


9 


1 


LICHT-IND UHT-TI. .4-OTA SL DR-LUC.-TFRtt 


9 J 802 


291 0S21 


f. 


2110-0004 


: 


1 


PURE .2SA 250U NTD 1-2SX.2S «j:. 


28*80 


211 0-0034 


Jt 


12SO-011P 


3 


1 


CQNNCCTOR-RF fiNr. FEtt SCL-HOLE-FR S'i-OHn 


28480 


1250-0118 


jr* 


1251-0205 


1 




conncctor-tel. jack 2-ckt .2“;-shk-dta 


2.8480 


12S1-020S 


js' 


1251-2337 


8 


1 


COHMCCTOft-AC Pur HP-9 nALC FLC-«TC 


28480 


1251 -2357 


J4 


1231-0202 


4 


1 


COMNECTOR-PC EDGE 22-COnT/ROU 1-RCU 


2848 0 


1251-0208 


Jti 


12S1-0194 


7 


1 


CONNCCTOR-PC edge IS-COHT/ROU l-RDU 


2P4P0 


1251-0194 




1120-0320 


4 


1 


METER- 3MA 


28480 


1120-0320 


f.l 


1120-0308 


e 


1 


METPR-D8 SCALE (OPT. 001 ON1..Y) 


2R4R0 


1120-0308 


Cl 


1853-0063 


s 


1 


TRANSISTOR PNP SI TO-3 PDslSOU FT»3nH2 


2R4R0 


12S3-0063 


or: 


IPS3-030S 


R 




transistor PNP 2NS87S ST TO-3 PD«lS0u 


04713 


2NSe7S 


Q2Cii: 


:8ss-04ic 


t 




TRANSISTOR FfT 


36^80 


lS55-04:c 


Q2C2i? 


185— oo:s 


1 


1 


TSTR 2N709 S: 


28<»80 


18^0009 


f3«0l 


1853-0288 


6 


* 


TRANSISTOR PNP ST TO-IR PD»360nu 


28480 


1853-0288 


CJ4 02 


1853-0298 


6 




transistor PNP ST TO-18 PD»360MU 


28A80 


1853-0288 


!34C3 


1853-0280 


6 




transistor PNP SI TO-18 PDS360MU 


28480 


1C53-0238 


Q<U4 


18S4-0334 


9 


2 


transistor NPN si T0-S7 Pn«360MU 


28480 


1854-0354 


<340S 


inb3-02B8 


6 




TRANSISTOR PNP SI TO-18 PD»368«W 


2H480 


1B53-02.83. 


OA04 


1854-0334 


9 




transistor NPN ST T0-S2 PD*36ftMU 


28480 


1854-0354 


Q6tM 


1I3S4-0226 


4 


7» 


transistor NPN 2N4384 Sl TO-18 PD*500nu 


13606 


2N4384 


OA02 


1854-0226 


4 




transistor NPN 2N4384 SI TO-18 PD«50flOU 


13606 


2N4304 


Q7m 


18S3-0066 


8 


2 


transistor PNP SI TO-92 PD‘«62Smu 


28480 


1853-n 066 


Q702 


18S3-0066 


8 




transistor PNP SI TO-92 PD«62Snu 


28480 


1853-0066 


Q703 


18S3-0086 


2 


2 


TRANSISTOR PNP SI PDs3lOMU ET«A0hM7 


27014 


2NS087 


C784 


18S3-0086 


2 




TRANSISTOR PNP SI PD«310MU FTsAflMHr 


27014 


?N5n87 


Rl 


0687-3331 


2 


1 


RESISTOR 33K 107 .5W CC Trs’0*76P 


01121 


E87331 


R2 


0607-2211 


s 


1 


RESISTOR 220 107 .5U CC TC»0-S29 


01121 


£f22ll 


RS 


0312-0048 


9 


1 


RESISTOR 80 37 .75U PU TC«0— 20 


91637 


RF.1 /?-T9-8nR-l-: 


Rfr 


2100-0721 


8 


1 


RESISTOR-TRHR 30 20Z UU SIDE-ADJ 1-TRN 


28480 


21 03-077.1 


R1 01 


0698-4128 


0 


1 


RESISTOR lOM .25% lU F TC«0*-50 


28480 


0A98-412S 


R103 


0696-6204 


7 


1 


RESISTOR 9.9K 1% .l2DW F TCsO*-100 


245*6 


C4 -l/'8-TO-990 1-F 


RlOf 


21 00-0554 


«■ 


1 


RESISTOR-TRMR 500 ICZ C TOP-ADJ 1-TRN 


28400 


71 00-0554 


R2CCi^ 


0683-6215 


Q 




kfcSISTOR 620 St -25N- PC TC =-AOC/*700 


01121 


CS62:5 


R23:is 


0685-6215 






RESISTOR 320 5» ^2SW PC TC =-AOC/*703 


01121 




R2C2A2 


076*.-005t3 






RESISTOR 2.7K 5t 2*' MO 70=0—200 


284S0 


C 7 64- 0043 


S:03fi2 


0698-3572 


8 


1 


RESISTOR 60.i»K It .I25W F TC=0— IOC 


2»5»e 


C4-1/8-TO-5042-F 




0698-3^9 


6 


5 


RESISTOR ACr2!( It .I25N ? 171=0—100 


245*6 


C4-:/8-TC-4022-F 


Raotfej-. 








RESISTOR 3.5« 5t .25w -*C 7C=r900/»i:0C 


0112: 


Cs^555 


R2064, 


0658-1655 






RESISTOR 16K 5t .25^- FC TC=-cgo/-.$oo 


01607 


CBSeSi 


R237i-. 


0658-1635 


7 




RESISTS 16k 5'c .25N- PC TC=--;CC/-S00 


C1S07 


caibss 


R:2oai2 


0598-W.59 






RSSISIOR 634 ,12SW F TC»3.— 100 


24546 


C4-1/8— TO-5340-F 


R209i« 


069S-U*8'. 


_1 


1 


RESISTOR IS.IR 1% .125W F TC=0=— 100 


24546 


C4-:/8-To-:s:2-F 


R210 A, 


0698-4125 


7 


1 


RESISTOR 953 It .:2Si^ 


197c: 


KF5C T-0 




0757-0281 


5 


- 


RESISTW 2.74k It .125W TC=0— 100 


24545 


C4-1/8-TO-2741-F 


R301 


0757-0715 


9 




RESISTOR ISO 1% .25U F TC«0—1 30 




C5-l/4-TO-'.5i F 


R302 


0698-41 19 


9 


s 


RESISTOR 410.26 .1% .25U F TC«0*10a 


284R0 


0698-4119 


R303 


0698-4118 


8 


4 


RESISTOR 277.4ft . 1 X .?Su F TC=0*100 


28480 


0698-41 18 


R3CI4 


0698-4119 


9 




RESISTOR 410.26 .IX .25U F TC»0»10n 


2R480 


0698-4119 


R3DS 


0678-4118 


8 




RESISTOR 277.48 .1% .2Su F Tr.»e-l()a 


8848 [) 


0698-41 18 


R306 


0698-4119 


9 




RESISTOR 410.26 .IX .25u F TC»0'*-10D 


78480 


0698-4119 



See introduction to this section for ordering information 
^Indicates factory selected value 
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Table 7-3. Replaceable Parts (Cont'd) 




Description 



Mfr Part Number 



RrSTSTOS: 277.4ft .1% . 2SU ? TC=0-*-100 
RESISTOR 410.2#. .U .2SU F TC=Ot-i0U 
RFSaSTOR 277.43 .1Z .2SU F TC*0-*-10t) 
RESISTOR 4tC.2#. .IZ .2SW F TC=n>lOO 
RESISTOR 189.72 .IZ .2SU F TCsO-HOO 

RESISTOR SIO SZ .2^U FC TC=-40 0/*#.0 0 
RESISTOR :5K SZ .2SU FC TC=-400/t.70.'J 
RESISTOR lOK sz .2riu FC Tn=-400/+700 
RESISTOR 24 iiX .2tU FC TC=-43O/t.S0« 
RESISTOR 10 1% .12SU F Tr.= 0+-i00 

RESISTOR 150 ?.Z .2SU FC TC=-4C 0/-r#>0 0 
RESISTOR 3.9if SZ .2SU FC TCs— 40 0/.*7C C 
RESISTOR 300 IZ .SW CF TC-O-SOO 
RESISTOR IK 5Z .2SU FC TO-«- 400/^#.CH 
RESISTOR 10 SZ .2SU FC Tn--4U«/t.S0fl 

RESISTOR IK S% .25^: FC Tr=-400/*800 
RESISTOR SlO %Z .2SU FC TC-«-40»/-#.C0 
RESISTOR #>.8K f.Z .2SU FC TC=-400/*70C 
RESISTOR l.OK 5Z .2Sy FC TC--“400/*70 0 

RESISTOR 5c .25rf FC TC=~«00/.»400 
RESISTOR 6. OK r.Z .25U FC TCs-'^O 0/f70 C 
RESISTOR 3.3K 5Z .2SU FC TC--4lJ0/^7C U 
RFSISTOR SlK SZ .2SU FC T(> -40Q/*SCf) 
RESISTOR lOK SZ .2S.U FC TC=-4no/*70C 
RESISTOR 10 IZ -125U F TC-*C.»— 100 

RESISTOR 43 SZ .2SJ FC TC--400/*SO0 
RESISTOR 302 IZ .l2Su F TC-0— 100 
RESISTOR 33K SZ .25u FC TC=-4OO/»0OO 
RESISTOR 43 SZ .2Sg FC TC»-4I)0/*SC0 
RESISTOR 24.9 k IZ .25u f TC»0*-100 

resistor 2K ;Z .25U F TC^t»t.-Uio 

RESISTOR 2K IZ .2Sa F TC-tl*-lOO 
RESISTOR 174K IZ .125U E TC&O-t-lOO 
RESISTOR 40. 2K IZ .msu F TC*0**-100 
RESISTOR 14K *.% .12SU F TnsO*>-lCC 

RESISTOR lOSK iZ .l2Su F TCsO— 100 
resistor 20:< IZ .12SU F TSsO*-lOO 
RESISTOR 20. 7 k iZ .12SU f TC*0<»-100 
RESISTOR 40.2 k IZ .12F/W E TQsO* 1.13 
RP.SISTuT 22.i:< IZ .l2Su F TC*0*-100 

WEWI«I':k -.Z .t:nw t- I.sn^-luO 

RESISTOR 2K SZ FC TCs-400/*70ti 

RESISTOR 2K SZ .':%U EC TCw-430/-700 

RESISTOR 121K IZ .:25y F TCa£l— 100 
RFSISTOR S.llK IZ .l2Su f TC*« — 130 

RESISTOR in' IZ .175U F TC^^^n^-lOC 
RESISTtiR M.7 IZ .*.25U E T.C'-^:) ^-1 03 
RESISTOR *. .21K IZ .126U F TCaO— ICO 
RESISTOR 88..SK IZ .*.2Cu E TCaO^-lOO 
RESISTOR zSiiK IZ r t::so— lOO 

RESISTOR 26. VK IZ .:25U E TC-1-^-lCO 
RESISTOR 18.7 k IZ .12SU F TSsO— 100 
RESISTOR 10< :'..12SU F TOfu-lOO 

RESISTOR i>2.2< IZ .l2Su F TC«0— lOfl 
RESISTOR 499 IZ .125U F TC«0— lOO 

RESISTOR ;y. .i25w = rc=o— :oo 

RFSISTOR-TRrtS in 2CZ C SIDF-ADJ 17-TRN 
RESISTOR-TRnR ik ICZ C SIPE-AD.T 17-TKn 
RESISTOR in IZ -12SU F TC-sO^-lOO 
RSSISTOR-TRKR :0QK 10'. 

RESISTOR ‘*99 .125W ? TC=0— IOC 

RESISTOR 34>.5K . 2SU F TC=U— lOU 

RESISTOR 20K SZ .2SU FC Tr=-400/*8C(v 
RESISTOR 5'^ .25W FC TC=-4CC/=50C 
RESISTOR :o It. .C25W ? TC»0*-100 

RESISTOR 18K 10% .5U CC TC=0*76S 
RESISTOR 47 SZ .25U FC TC=-4no/t-500 
RESISTOR 3C.9SK ,SZ .5u CF TC.*0-S0O 
RESISTOR S.S7< CF 7C=C-50 

RESISTOR 33K SZ .2Su FC Tr=-400/-*-80 0 

RESISTOR S60 5Z .SSU FC TCa-AQO/t-^O 3 
RESISTOR 6.8K SZ .2SU FC TC*-400/*70{! 
RESISTOR 2.7X SZ .2SU FC TC-=-40C/*70 0 
RESISTOR 10 lOZ .2SU FC TC=^-400/*SOft 
RESISTOR 4.7K SZ .2SU FC TC»-40 0/^70 0 



o/sya-41 1C 
13#.9C-4119 
069R-41 18 
0A98-41iy ■ 
0A98-41 17 

CP.51 15 
C&3025 
Cft-i 035 
CB24IJS 

C4- 1/8-TO-l ttUn-F 

rvisif; 

CP392S 
0727-3 DAS 
CJ-'.in?S 
Of', nn.s 



CB2W15 
CS>-SC2S 
cri3:<2S 
CB51 3S 

cm 03S 

C4-:/B-Tfl-: OR 3 -F 
CI:43CS 

C4-:/8-T»-302rc-F 

CH333S 

CMS Of. 

CS-1/4-T0-2492-F 

CS- : /4-Tn-2f!3V-F 
Cf;-l/4-TC-20m-F 
C4-1/8-T0-17A3-F 
C4-1/B-T11-4022-F 
C4-:/8-Tl)-:432 -P 

C4-:/9-Tll-10S;3-F 
C4--l/8-T0-2Cnr> -F 
C4-i/8-tn-2372-F 
C4-;/B-T0-4022 -F 
C4-.i/9-T(t -2212-F 

04 -l/H-1 S)-2212-P 

C;:2D2S 
Cl<2 (1 

C4- :/8-T0-l 213-F 
C4- ■ /8-TI)-Sm -F 

0/.98-7332 
C4 'l/8«'l 3-A1W2- F 
r.4- 1/8-TO-l 21 1-F 
C<-:/8-T0-8a 82 -F 
C4-i/e-To-2r.i.3'-F 

C4-1 /8-T 3-3572-F 
C4-1/P-T0-1872-F 
04-1/B-T3* 1002 -F 
C4-1/8-T0-V222-F 
C4-1/8-T0-499R-F 

C--1/S-TO-100--F 

43P1 OS 

43P1C2 

» 698-7332 

2:o:-3355 

C--1/8-TC--99R-F 

CS-1/4-T0-3SS2 -F 
C8.2C3S 

CB1505 

Ci-l/S-TO-lORO-r 

F.B1B31 

CM7DS 

PCr.l/2-389S:-T5 

CSSS-t^lS; 

CE333S 
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Table 7-3. Replaceable Parts (Cont'dj 



HP Part 
Number 



Description 



Mfr Part Number 



3lf)l-0D3ft 

3101-1234 

3100-0358 

9100-4362 

03S3-0003 

fJ8S3-0C03 

1826-0968 

1826-0310 



SUTTHH-TCL basic SPST 3A 250 VAC/DC 
SUITCH-SL DPDT STP l.SA aSOWAC SL0R-1_UP 
SUITCH-RCTA2Y *..250 ST2UT CTR SPCC; 12 
TRANSFORMEft-POweR (SEE NOTE SELOwJ 
THEPnOrOUPLE-PR . 

THERKOCOUPLE-PR . 

ID-operational amplifier 
ic-operational amplifier 



3101-0036 
3101-1234 
3100-0358 
910 0-!*362' 
081^3-0003 
OSS3-0O03 

1836-0960 

1826-0310 



C3-0-C5C0 

1S20-0002 

1520-0003 

C3400-C1202 

03400-01204 

03400-61601 

03400-61602 

03400-616C3 

03400-69501 

1200-0041 

03^00-61601 

O3UC0-616C2 

03-00-61603 



CABLE ASSY ISAUG 3-CNDCT Bl.K-JKT 
FuSEriflLBER-EXTR POST ISA 250 V l!L 



2 SOCKFT-XSTR 2-CONT TO-3 

miscellaneous 

1 KNOB SKRTD BAR: BLK: FOR . 2SaSMFT : . 62SD 
; i.\SJLATOR-XSTR 

PUATE-MOUNTIN5 FOR TUlST LOCK TYPE CAP 
1 Pl.ATF-nOUNTlNG FOR TUIST LOCK TYPE CAP 

1 ClAMP-CaPACITOR MOUNTING 

1 BRACKET-GROUND 

1 CABI.E ASSEMBi.Y-AnPt.TrTSR T.nPijT 

1 cable ASSEMBLY-CHOPPER INPUT 

1 CABLE ASSEHBLY-TnPUT ATTENUATOR 

1 SMOCK MOUNT IMPEDANCE CQNUCRTER 

2 SOCKET-XSTR TO-3 

2 CABLE ASSEMBLY-AYPLlFlSi IX^UT 

1 CABLE ASSEMSLY-CmOPP© INPUT 

1 CABLE ASSEMBLY-INPUT ATTgMJATOR 



03AC-C5SC 

1520-0002 

1520-0003 

03400-0120? 

03400-01204 

03400-61601 

03400-6160? 

03400-61603 

03400-69S01 
120 0- O0i»A 

03WOD-61601 

03»00-61602 

03-00-61603 



SOT«: SCME lNSTRyMSN‘!‘S HA.VS POWER TRANSFORMERS CTO w!Tm -mP- PART nUMSER 

9150-1--1. RSPLAIS WITH NEW PART NUMBER. 
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Model 3400A 



Replaceable Parts 




index/Ref 

Number 


•hp-Part 

Number 


B 


Qty 


E>eseription 


1 


03400-00204 


2 


1 


From Panel 


2 


5020-6852 


1 


1 


Meter Trim 16 Module 


3 


5000-8565 


5 


2 


Side Cover 6 x 11 sm 


4 


5060-0703 


3 


2 


Frame Assembly 


5 


03400-64103 


4 


1 


Top Cover (with handle) 


6 


03400-00215 


5 


1 


Rear Panel 


7 


5000-8571 


3 


1 


Bottom Cover 5 x 11 sm 


8 


5060-0727 


1 


2 


Foot Assembly IS Module 


9 


5020-0700 


6 


2 


Spacer VS Module 


10 


5040-0700 


8 


2 


Hinge 


11 


1490-0031 


7 


1 


Tilt Stand Vi Module 



/-/ 



Figure 7-1. Modular Cabinet 







Replaceable Parts 



Model 3400A 
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Figure 7-2 3400A Top View 
















Model 3400A 



Replaceable Parts 




Figure 7-3 3400A Bottom View 
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Replaceable Parts 



Model 3400A 




Figure 74 3400A Bottom View with Shield Removed 
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Model 3400A 



Replaceable Parts 




Figure 7-5 3400A Rear View 
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Replaceable Parts 



Model 3400A 




Figure 7-6 3400A Left Side View 
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Model 3400A 



Replaceable Parts 




Index/Ref 

Number 


-hp-Pan 

Number 


g 


Q 


Descriptipn 


1 


2360-0316 


7 


14 


Screw 6-32 .25 100 Deg. Pozi 




03400-04103 


8 


1 


Transformer Mounting Plate 




03400-00101 


8 


1 


Chassis Main 


■■ 


2360-0196 


1 


2 


Screw 6-32 .375 100 Deg. Pozi 



Figure 7-7 3400A Right Side View 



7-13/7-14 












APPEiyOiX A 
BACKDATING 



A-1. INTRODUCTION 

A-2. The following backdating information adapts this manual to instruments with a serial 
number prefix other than shown on the title page, but not below 2225 (see paragraph A-4). 
In addition, instruments where a serial number prefix change did not occur, are also listed 
in this appendix. 

A-3. If the component values in the instrument are different than the ones shown on the 
schematics and parts hst (Table 7-3) and are NOT listed in this appendix, replace with the 
component values and part numbers presently on the schematics and parts list. 

A-4. The instrument serial number can be found on the rear panel of the instrument and 
is in the form of XXXXAXXXXX. The first four numbers is the serial number prefix and 
the last five numbers is the suffix. Refer to the following backdating information only if 
the prefix of your instrument is different than shown on the title page, and is 2225 and above. 
Instruments with a prefix below 2225 are older 3400A’s to which this manual and the following 
information do not apply. For those older instruments, refer to a 3400A manual with -hp- 
Part Number 03400-90008. 

A-5. MANUAL CHANGES 

A-6. Refer to Table A-1 to adapt this manual to instruments with serial number prefixes 
or serial numbers below the ones shown on the title page. Make all the appropriate manual 
changes listed opposite your serial number or serial number prefix. Perform these in the se- 
quence shown in the table. 

A-1. If your instrument serial number or prefix is not listed on this manual’s title page or 
in Table A-1 , and the prefix is 2225 or above, it may be documented in a yellow MANUAL 
CHANGES supplement. 



Table A-1. Manual Changes 



Serial Prefix/Number ‘ 


Make Manual Changes 


2225 


1. 2 



CHANGE m 



This change applies to instruments with A6 Assemblies that have a Revision A designation. 
Section V, Paragraph 5-22. Delete paragraph 5-22 steps a thru e. 

Section VI, Figure 6-3 Changes. Use component locator in Figure A-1 and the schematic in 
Figure A-2. The shaded area on the schematic p>ertains to the changes. 





Appendix A 



Model 3400A 



Section VII, Table 7-3 Changes. Do the following changes in the table. 



Reference 

Designitor 


•hp- Part 
Namber 


C 

0 


Description 


R621 


0757-0280 


3 


Charige to 1 K 1% .125W Resistor 


R622 


0698-3454 


0 


Change to 4.22 K 1% .125W Resistor 


R625 


0683-7545 


0 


Change to 750 K 5% .25W Resistor 


R629 


2100-3355 


0 


Delete 100K Potentimoter 



CHANGE #2 (SERIAL No. 2225A30740 and BELOW) 

The instruments with serial number 2225A30740 and below had different A2 and A7 
Assemblies installed. Because the rear panel was also different, the instruments cannot be 
retrofitted for the new assemblies presently listed in Table 7-3. If any A2 or A7 Assembly 
needs replacement, use the old part number listed in Table A-2. 

Section IV Changes. Change paragraphs 4-16 thru 4-18 to the following (use Figure A-3 with 
the paragraphs): 

4-16. The impedance converter assembly utilizes a nuvistor cathode follower circuit to match 
the high output impedance of the input attenuator to the low input impedance fo the second 
attenuator. The cathode follower circuit preserves the phase relationship of the input and 
output signals while maintaining unity gain. 

4-17. The signal input to the impedance converter is RC coupled to the grid of cathode follower 
V201 through C201 and R203. The output signal is developed by Q201 which acts like a variable 
resistance in the V201 cathode circuit. The bootstrap feedback from the cathode of V201 
to R203 increases the effective resistance of R203 to the input signal. This prevents R203 
from loading the input signal and preserves the high input impedance of the 34(X)A. The 
gain compensating feedback from the plate of V201 to the base of Q201 compensates for 
any varying gain in V201 due to age or replacement. 

4-18. Breakdown diode CR201 controls the grid bias voltage on V201 thereby establishing 
the operating point of this stage. CR202 and R211, which are across the base-emitter junc- 
tion of Q201, proteas the transistor from +75 V power supply failures. Regulated dc is 
supplied to the V201 filaments to avoid inducing ac hum in the signal path. This also prevents 
the gain of V201 from changing with line voltage variations. 

Section IV Changes. Add paragraphs 4-45/4-46 to the section (use Figures A-4 and A-5 with 
the paragraphs). 

4-45. -6.3 Volt Supply 

4-46. The regulated -6.3 volt supply consists of a full-wave rectifier (CR716 and CR717) whose 
output is filtered by C2 and regulated by Q3. Emitter follower Q705 is conneaed to the -17.5 
volt supply which provides a reference for the -6.3 volt supply. Series regulator Q3 aas as 
a dynamic variable resistor in series with the output to oppose changes in the output voltage. 



Section VI, Figure 6-1 Changes. Use component locator and schematic in Figure A-3. 

Section VI, Figure 6-4 Changes. Use component locator in Figure A-4 and schematic in Figure 
A-5. The shaded area on the schematic pertains to the changes. 
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Model 3400A 



Appendix A 



Section VII, Table 7-3 Changes. Do the changes in Table 7-3 as shown in Table A-2. 



Table A-2. Changes in Table 7-3 (Change #2) 



Reference 

Designator 


-hp- Part 
Nomber 


C 

0 


Description 


A2 


03400-66502 


0 


Change Part Number 


A7 


03400-66513 


4 


Change Part Number 


C2 


0180-0148 


9 


Add 890 /tP 1 5 Vdc Capacitor 


C200 


0160-0156 


7 


Delete .0039 fiF Capacitor 


C201 


0160-2671 


5 


Change to .1 /iF 80 Vdc Capacitor 


C202 


0150-0031 


6 


Change to 2 pF 500 Vdc Capacitor 


C204 


0180-0089 


7 


Change to 10 (iF 500 Vdc Capacitor 


C206 


0140-0201 


1 


Add to 12 pF 500 Vdc Capacitor 


C207 


0180-0061 


5 


Add 100 jiF 16 Vdc Capacitor 


C208 


0150-0024 


7 


Add .02 >iF 100 Vdc Capacitor 


CR201 


1 902-0045 


1 


Change to 7.32 V Zener Diode 


CR202 


1901-0025 


8 


Change Diode Part Number 


CR203 


1902-0964 


0 


Delete Ziner Diode 


CR204 


1901-0025 


2 


Delete Diode 


CR205 


1901-0025 


2 


Delete Diode 


CR206 


1901-0025 


2 


Delete Diode 


CR716 


1901-0045 


6 


Add Diode 


Q3 


1853-0311 


6 


Add PNP Transistor 


Q201 


1854-0215 


1 


Change to NPN Transistor 


Q202 


1 854-0009 


1 


Delete NPN Transistor 


Q70S 


1854-0215 


1 


Add NPN Transistor 


R200 


0683-2225 


3 


Delete 2200 Resistor 


R201 


0683-3935 


4 


Change to 39 K 5% Resistor 


R202 


0683-4715 


0 


Change to 470 5% Resistor 


R203 


0683-3355 


2 


Change to 3.3 M 5% Resistor 


R204 


0683-1035 


1 


Change to 10 K 5% Resistor 


R205 


0683-8225 


5 


Change to 8.2 K 5% Resistor 


R206 


0683-8215 


3 


Change to 820 5% Resistor 


R207 


0757-0848 


9 


Change to 30.1 K 1% Resistor 


R208 


0683-2715 


6 


Change to 270 5% Resistor 


R209 


0683-1015 


7 


Change to 100 5% Resistor 


R210 


0698-4125 


7 


Delete 953 1 % Resistor 


R211 


0683-2725 


8 


Change to 2.7 K 5% Resistor 


R212 


0757-0136 


5 


Add 5.03 K 1 % Resistor 


R213 


0757-0126 


3 


Add 3.266 K 1 % Resistor 


R707 


0683-1 505 


0 


Delete 15 5% Resistor 


R708 


0683-2405 


1 


Change to 24 5% Resistor 


R730 


0698-4477 


2 


Add 1 0.5 K 1 % Resistor 


R731 


0757-0200 


7 


Add 5.62 K 1% Resistor 


R732 


0683-2825 


8 


Add 2.7 K 5% Resistor 


V201 


1921-0017 


4 


Add Electron Tube 


XV201 


1 200-0086 


9 


Add Tube Socket 



Section VII, Figure 7-2 Changes. Do the following changes in the table located in Figure 7-2. 



Index/Ref 

Number 


•hp- Part 
Number 


C 

0 


Description 


A7 


03400-66513 


4 


Change Part Number of Power Supply 


6 


03400-00102 


9 


Change Part Number of Rear Chassis 


T1 


9100-4348 


9 


Change Part Number of Transformer 



Section VII, Figure 7-4 Changes. Change the part number of the A2 Assembly from 
“03400-66514” to ”03400-66502”. 

Section VII, Figure 7-5 Changes. Change the part number of the A7 Assembly from 
“03400-66515” to “03400-66513”. 
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Figure A-2. Figure 6-3 Schcmaiic (Change #1) 
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Figure A-1. 

Figure E-3 Component Locator Changes (Change ii'l) 
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Figure A-3. Figure 6-1 Changes (Change "2) 
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Figure A-5. Figure 6-4 Schematic Changes (Change dl) 
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Figure A-4. 

Figure 6-4 Component Locator Changes tChange nZ) 




